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| ntroduction

This User’s Guideisintended to assist environmental or military personnel who work with air
guality measurements, regulations, and planning for the Department of Defense. Specificaly, it
focuses on an evaluation of three newly developed instruments for characterizing particul ate
matter (PM), general PM sampling recommendations, and background on PM.

What isparticulate matter?

PM is material suspended in the air, and it can include soil, road dust, soot, smoke, and liquid
droplets. PM can come directly from sources like vehicles, ships, aircraft, unpaved roads, and
wood burning. Larger particles, those with a diameter larger than 2.5 um (PM,,,), typically come
from unpaved
roads and wind-
blown dust, but
finer particles,

Particulate Matter those smaller than
[} PM., ., typically
J L Chemical |, come from
Reactions| = combustion

w 7 I R vapor sources: vehicles,

Direct Indiregt Ammonia VOCs ships, etc. PM is

%; }gﬁ release formation CEO"‘.b“.S“ on aso formed in the
ﬁ missions air when gases

from burning fuels
react with sunlight
and water vapor
(Figure 1-1).

VOCs: volatile organic compounds

Figure 1-1. Example of the direct release and indirect formation of particulate matter.

PM found in the atmosphere is made up of many compounds including soil, nitrate, sulfate, soot
and organic carbon (Figure 1-2). Organic carbon includes products of incomplete combustion,
such as polycyclic aromatic hydrocarbons (PAHS) and unburned fuel. The composition of PM
can vary dramatically depending on the source or process condition. For example, PM from a
gasoline vehicle, diesel vehicle, woodstove, or a coal-fired boiler would have dramatically
different composition.
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I ntroduction

Why is particulate matter important?

Particulate matter can cause serious health effects and impair visibility. Studies over the last ten
years have linked PM concentration to increased death rates, an increased incidence of asthma,
and adverse cardiac effects (EPA 2000, 2002; Dockery et a. 1993; Morawska and Zhang 2002;
Peterset al. 2001). More recent evidence indicates that size, surface area, and composition of
PM are important factorsin determining the heath effects associated with PM. For example, fine
particles are thought to deposit more deeply in the lungs than larger particles (Lighty et al. 2001,

Maynard and Mayndard
2002). In addition PM,
especially PM from
combustion sources,
contains polycyclic
aromatic hydrocarbons
(PAHSs), which are
reasonably anticipated
to be carcinogens (NTP
2003), and elemental
carbon, which islinked
to adverse cardiac
effects (Tolbert et al.
2001).

[0 organic carbon
W soot

nitrate

[ soil

M sulfate

(J not characterized

Figure 1-2. Composition of an example atmospheric particle.

PM causes adverse

health effects The EPA directly regulates atmospheric levels of PM
indirectly regulates PM through its visibility programs. New

regulationsto control PM,,
concentrations have recently been
developed. In addition to regulations on the atmospheric PM
levels, the EPA, the states, and other agencies also regul ate PM
emissions from avariety of sources, such as vehicles, power
plants, aircraft, and various industries. Finally, the Occupational
Safety and Health Administration regulates PM levelsin
workplaces.
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Why characterize PM?

Information about the size and composition of PM in the atmosphere can provide clues about its
source. For example, larger particles that contain distinctive compounds, such asiron, silica,
potassium, sodium, magnesium and chloride, are likely from wind-blown soil and ocean spray,
but smaller particlesthat contain elemental and organic carbon are
likely from a combustion sources. As another sample, PM from a

Minuteman rocket motor contains large quantities of aluminum

compared to soil particles (Sarofim and Lighty 2003). PM composition can

. .. ) provide information
The size and composition of PM can also provide clues about about its source and its
process performance. For example, an engine operating at idle health effects

tends to emit smaller particles than the same engine under load.

Engine operating condition also effects the portion of the particle

made of organic and elemental carbon. Characterizing PM can

also help understand its potential health effects (EPA 2002, HEI 2002). Research inthisareais
still ongoing (NRC 1988-2001), and the Health Effects Institute is a good resource for health
effectsinformation (See the resource list at the end of this section).

How can newly developed instruments help characterize PM?

Traditionally, determining the composition of PM was a time-consuming process. It required
collecting and analyzing filters or sets of impactor substrates for composition. Although filter
samples can provide detailed information about PM composition and some information about
PM size, their analysis can be expensive and time consuming. The analysis methods also require
aminimum amount of material, so collecting samples from the atmosphere can take many hours
or even days. Itisalso challenging to collect sufficient PM from clean sources, such as a new
gasoline vehicle. In addition, filter samples cannot provide information about process transients,
when high PM emissionstypically occur.

This guide reviews three newly developed instruments for use in determining PM composition.

e The photoacoustic analyzer measures black carbon, also called elemental carbon, or soot
(Section 2).

e The photoel ectric aerosol sensor measures particle-bound polycyclic aromatic
hydrocarbons (Section 3).

e Theaerosol time-of-flight mass spectrometer measures the size and composition of
individual particles (Section 4).

These instruments offer several potential benefits over traditional measurements including near
real-time results, cost savings, and information about transient conditions.
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How do you collect PM samples?

Designing or selecting a system for collecting PM samples can be challenging, and it is important
to consider the PM source, the type of measurements you need, and the potentia errors
associated with the system. Section 5 of this guide discusses several common systems and offers
some general guidelines.

Resour ces

General information about airborne particles:

EPA’'s PM information page http://www.epa.gov/oar/oagps/requsmog/infpart.html
Hinds W.C. Aerosol Technology, 2™ edition, John Wiley & Sons: New York, 1999.
KouimtzisT. (ed.) Airborne Particulate Matter, Springer Verlag: Heidelberg 1995.

Maynard R.L., C.V. Howard, Particulate Matter: Properties and Effects Upon Health, Oxford: Bios
Scientific, 1999.

Wilson R., D. Spengler (eds). Particlesin Our Air: Concentrations and Health Effects, Harvard
University Press. Cambridge MA, 1996.

Health effects of particles. Health Effects Institute http://www.healtheffects.org

Information about the User’s Guide: Kerry Kelly kelly@eng.utah.edu
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Photoacoustic Analyzer

for the measurement of soot

The photoacoustic analyzer (PA) measures soot concentration, also called black carbon or el-
emental carbon, inreal time. The PA actually measures light absorption,

whichis closely correlated to soot concentration. It offers several advan-

The PA measures tages over traditional filter measurements of soot including rapid turn-
soot concentration around of results, study of transient conditions, large dynamic range, and
inreal time

What is soot? -
Soot islinked to

Soot comes from the combustion of jet fuel, gasoline, diesel and other health effects
fuels, and it makes up alarge fraction of particulate matter in the atmo-

sphere. Soot has been linked to adverse health effects including dysrhyth-

miaand cardiovascular disease (Tolbert et a. 2000), and it is a significant component of diesel
exhaust particulates, which are reasonably anticipated to be carcinogenic (National Toxicology
Program 2003). Soot aso contributes to global warming and impaired visibility (haze).

When discussing soot, it is useful to understand the terms elemental carbon (EC), soot, and black
carbon (BC). If you collect particulate matter on afilter, elemental carbon isthe materia that
remains after heating the filter to 700°C, and soot is the material remaining on afilter after
extracting it with asolvent. Black carbon isthe part of particulate matter that absorbslight. The
PA actually measures black carbon, but it is closely correlated to elemental carbon and soot
concentration. For simplicity, we' ve used the term soot throughout the guide.

In general, soot isn't regulated directly, but it is asignificant component of particul ate matter,
especialy particulate matter smaller than 2.5 umin diameter (PM, ). However, soot is regul ated
indirectly through standards for particulate matter, opacity, smoke, and visibility. Asevidence for
the health effects of particulate matter grows, regulations on particul ate matter are becoming
increasingly stringent. In addition, increasing emphasisis being placed on

fine particulate matter. Thiswill likely result in requirements for reduced

Soot isamajor soot emissions from diesel and aircraft engines.
component of PM,, .
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Photoacoustic Analyzer

How does it work?

The PA rapidly measures light absorption as particles flow through the instrument, without the
need to collect particles on afilter. The light absorption correlates to soot concentration. The PA
also has alarge dynamic range (130 dB), making it suitable for use on awide range of exhaust
and ambient samples. Specifically, the instrument measures light absorption at alaser wave-
length of 1047 nm. Soot absorbs very strongly at this wavelength, in contrast to other types of
particles and gases. Sampleair is pulled continuously through an acoustical waveguide, and the
laser also passes through the waveguide (Figure 2-1). The laser power is modulated at the
resonance frequency of the waveguide. Now when soot absorbs light, it is heated. This heat
transfers very rapidly to the surrounding air, in atime that is much shorter than the period of the
laser-beam modulation, so al of the heat from light absorption comes out of the particles during
each acoustic cycle. Upon receiving heat, the surrounding air expands, generating a pressure
disturbance (i.e. an acoustical signal) that is measured with a microphone attached to the
waveguide. Since soot absorbs light throughout the entire particle volume, the light absorption
measurement is also a measure of soot mass concentration. Thisisthe reason that light absorp-
tion can be used as a measure of black carbon mass concentration.

Microphone and
Surrounds Piezodlectric

Transducer

1047 nm Laser
Photodetector

Sample Outlet SampleOutlet

Figure 2-1. Schematic of the photoacoustic analyzer.
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Photoacoustic Analyzer

When can you use the photoacoustic analyzer ?

The PA can measure soot from a variety of emission sources and ambient air. It is portable and
suitable for field testing. However, there are afew practical considerations for using the PA:

The PA operates best between temperature ranges of 40°F to 100°F.
Particle concentrations should range from 50 ng/m? to 100 mg/m?.
The relative humidity of a sample should not exceed 80%.

The PA must remain dry and protected from the elements.

The PA has been successfully demonstrated on emissions from gasoline and diesel vehicles, jet
aircraft, brick kilns, and domestic trash burning. Figure 2-2 shows an example of how well the
results from the PA correspond to filter measurements of elemental carbon (not organic carbon)
for avariety of aircraft ground support equipment. Organic carbon isthe portion of particulate
matter that volatilizes when heating afilter from 300°C to 700°C.

0 700f
600  f(x)=0.994x - 44 ® 600F
r R*2=0974 A :
“E 500} 09 “%: 500F
> f S |
Z.400F Z.400F
< | <. |
& 300 & 30k f(x) = 0.36x - 53
L 200_ L 200:_ R*2=0.70
100f 100F
0-|||I||||I||||I||||I||||I||||I|||| O: PN R RSN AU ST E A AT AN A
0 100200 300400500 600 700 0 500 1000 1500 2000 2500

EC MOUDI (ug/m3 OC MOUDI (ug/m3)

Figure 2-2. Comparison of PA results with filter measurements of EC and organic carbon OC.
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Photoacoustic Analyzer

One of the main benefits of the PA isits ability to provide information on transient conditions, as
in Figure 2-3. It shows how soot concentration varies with engine condition for adiesel Dodge
Bobtail (Hill Air Force Base, 2000).

—— black carbon —— totd mass

45% load
1 12000

52000 -
= -+ 10000
o) A% load -
21500 - 1 8000 £
c (@]
3 23% load 1 60002
§1ooo . 4
4 —+ 4000 E
c 11% load
9 | 12000 B

50.0 At

.-.._II W 410
00 7 T T T T T T T T '2000
1500 2000 2500 3000 300 4000 4500 5000 5500

time (seconds)

Figure 2-3. PA signal versus engine load.

Cost comparison

Currently, the purchase price of PA assembled from premium components is approximately
$36,000, including acomputer. However, it is expected to decrease in the future. Analyzing
filtersfor elemental carbon isrelatively inexpensive. If you collected a set of cascade impactor
filters, it would cost approximately $550 to analyze a set of nine filters. One common system for
collecting filter ssmplesisaMicro Orifice Uniform Deposit Impactor (MOUDI ), and it costs
approximately $12,000. The MOUDI contains eight or ten stages, with cut points ranging from
10 ym to 56 nm. Other impactors are available, but when measuring soot remember that much
of it is associated with particles less than 1 um in diameter. So, care must be taken to ensure that
particulate matter is collected in the correct sizerange. A qualified technician could operate the
photoacoustic analyzer or a system to collect filter sasmples. Because the PA can produce mea-
surements more rapidly, it offers the potential for some labor savings.
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Asarule of thumb, if you areinterested in collecting afew samples, filter

Eh samples are likely to be more cost effective. However, if you need to make
numMerous measurements or require information on transient conditions, the PA
would be more cost effective and relevant.

Comarison of the PA with other methods

The PA provides
There are some differences in how soot, elemental carbon, and black results more
carbon are measured. Elemental carbon is measured as the mass of rapidly than filters

carbon that evolves on ramping an exposed quartz filter sample form a

lower to upper temperature range, typically 500°C to 700°C. In practice,
the most reproducible elemental carbon concentration is when 47-mm
filters are loaded with 1 mg of material. Filters are exposed, shipped to the laboratory, put in the
analysis queue, and eventually analyzed, perhaps months after they were exposed, so the data
acquisition rate is often slow. The dynamic rangeislimited by the need to obtain aloading of
about 1 mg/sample on the filter. On the other hand, if you are interested in the size-segregated
distribution of elemental carbon, cascade impactors, such asaMOUDI, are more appropriate.

Black carbon is measured by light absorption, and this correlates to soot concentration. The
absorption efficiency of soot is much larger than the efficiency of other atmospheric aerosols.
Soot aerosols are small enough that the light is absorbed throughout the aerosol volume, so that
aerosol light absorption is proportional to the mass concentration of light-absorbing aerosols.
The proportionality between aerosol light absorption and soot mass concentration istypically
obtained from the linear rgression coefficient against elemental carbon. In this sense, soot should
be equivalent to elemental carbon in source-profile measurements.

Light absorption measurements are commonly made by filter-based methods in instruments such
as aethalometers (Hansen et a. 1984) and particle soot absorption photometers (PSAP). In these
methods, a quartz filter is exposed to aerosol, and the attenuation of light through the filter is
monitored over time. Thefilter is amultiple scattering substrate so that the reduction in the
transmitted light is proportional to the aerosol absorption cross section. The PSAP calibration
requires simultaneous measurement of aerosol scattering coefficient with a nephelometer because
afraction of scattering is subtracted from the apparent light absorption from the filter attenuation
(Bond et al. 1999). For very black aerosols, such as those from diesel engines or coal
combustors, the multiple scattering character of the filter reduces with aerosol load.
Consequently, the reported black carbon concentration can be incorrect by afactor of two,
depending on the time history of filter loading. These filter-based methods suffer from low
dynamic range because the black carbon concentration is proportional to filter attenuation only
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for light filter loads. This limitation reduces the effectiveness of the
filter method for source profile measurements of high emitters, asfilter Filter-based
changes are needed often. Secondary dilution can extend the upper
limit, although quantification of the dilution ratio increases measurement
errors. Filter-based measurements perform best with low concentrations
of black carbon, such asin ambient applications. The practical flow

instruments work
best for low soot
concentrations

rates for these instruments range from 1 to 6

[/min, and the flow rate must be accurately determined to quantify filter
exposure during a particular time interval. Rapid changesin the relative humidity (over
seconds to many minutes) can cause unsatisfactory measurements by these methods.

The PA a'so measures aerosol light absorption and can be calibrated to read soot concentration

(Arnott et al. 1999, 2000). The aerosol light absorption measurement can be verified

independently with measurements of light-absorbing gases, such as NO, at known concentrations

and for visible wavelengths. Aerosol light absorption is measured in situ, no filters are needed,

and flow rates are only important to ensure that aerosols are not deposited in the instrument or
sample lines before they are measured. Sincethe PA's

microphones have such awide dynamic range, the black carbon

measurements have the same dynamic range, e.g. afactor of 10°.
The PA can equally be used in pristine ambient locations or in
source profile measurements for high emitters. There are no
filter artifacts. Relative humidity influenceislikely not
important when it is below 80%.

The PA can quantify a
large range of soot
concentrations and is less
sensitive to humidity

Vision for use

DoD users should look to the PA for all of their black carbon mass concentration needs. Itis
useful in doing ambient measurements at fixed locations such asin air quality measurements at
military bases. Itisuseful in profiling sources at these bases, particularly when dynamometers
and constant-volume samplers are used. It isalso useful in instrumented vehicles to measure
black carbon issuing from the vehicleit is on, or as afunction of time and space
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Resources

Website for the photoacoustic analyzer:_http://photoacoustic.dri.edu

For more information about the photoacoustic analyzer, Dr. Pat Arnott: pat@dri.edu

For general information or information about this User’s Guide, Kerry Kelly:
kelly@eng.utah.edu
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Photoel ectric Aerosol Sensor

for measuring particle-bound polycyclic aromatic hydrocarbon concentration

The photoelectric aerosol sensor (PAS) qualitatively measures the concentration of particle-
bound polycyclic aromatic hydrocarbons (PAHS). It gives arelative measure of particle-bound
PAH concentration or, with appropriate calibration, a more accurate

measure of PAHs. The PAS may provide a qualitative measure of total

PAH concentrations more rapidly and cost effectively than traditional PAS measures
measurements, such asfilter extraction and subsequent GC/M S analysis. particle-bound
However, the PAS cannot provide concentrations of individual PAHs, and PAHs

developing a calibration curve for each instrument and source can be

expensive and time consuming.

What are PAHS?
PAHs are a complex group of hundreds of chemicals that are formed

during the incomplete burning of fuels, such as oil, wood, gasoline, diesdl

PAHs have and jet fuel, and garbage. They are commonly found in vehicle exhaust
negative health and cigarette and wood smoke. Figure 3-1 gives the structure of some
effects PAHs. PAHs asagroup are reasonably anticipated to be carcinogenic

(NTP2003), and afew individual PAHSs, such as benz[a]anthracene and

benzo[ a]pyrene, are probably carcinogenic (IARC 2003).

Naphthal ene Pyrene Benzo[a]pyrene
Benz[d anthracene Indeno[1,2,3cd]pyrene

Figure 3-1. Example structure of afew PAHSs.
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In the atmosphere or in exhaust from a combustion source, PAHs can be found on particles or as
avapor. Heavier molecular weight (MW) PAHs tend to be found on particles, whereas lighter
MW PAHs are more typically found as vapors. The phase of the PAHs will also depend on their
source and its operating condition. For example, diesel exhaust tends to contain more particle-
bound PAHSs at higher engine load than at idle conditions.

A few PAHs are regulated directly in the United States, and other countries regulate individual
PAHs or classes of PAHs. The EPA regulates emissions of one PAH,
naphthalene, as a hazardous air pollutant, and seven PAHs are included on

EPA’slist of urban air toxics, which may be regulated in the future.

Particle-bound PAHSs are regulated indirectly through standards for PAHSs can be
particul ate matter, opacity, smoke, and visibility. Typically, PAHs make up foundin vapor or
asmall fraction of particle mass. on particles

How doesit work?

Figure 3-2 shows a schematic of the PAS, and additional instrument details can be found in EPA
(1997) and Burtscher (1992). Briefly, samples flow continuously into the PAS and through the
eximer-lamp ionization region, where particle-bound PAH molecules are ionized and loose an
electron. The photon energy of the lamp is chosen so that gas-phase molecules are not ionized.
The negatively charged particles collect on afilter where charge is measured with an
electrometer. The chargeisintegrated over time to give the photoelectric current (in femto- or
picoamps). This current should be proportional to the PAH loading on a particle. Three versions
of the PAS are available commercially, but they all have similar operating principles.

lonization Chamber

Inlet

Charge
Sgpardion

Flter

MassHow
Meter

Figure 3-2. Schematic of the PAS.
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The PASwas originally calibrated to fifteen individual PAHs (called
the Siegmann sum) from several sources, with auniversal conversion
factor of 1-3 ug/m? picoamp (Wilson and Barbour 1994, Wilson et al.
1991, EPA 1999). Because PAHSs are such a complex mix of vapor and
particle-phase compounds, the PAS responds differently to each type of

For amore accurate
measure of PAHS,
calibrate each PAS

for each source type

source, and calibration factors can vary widely (Figures 3-3 and 3-4).

Without an appropriate calibration curve, the PAS will only give you a

relative measure of particle-bound PAH levels. Independent comparisons of the PAS and filter
measurements are limited (Chuang et al. 1999, Chetwittayachan et al. 2002, Tang et al. 2001,
Arnott et al. in progress), and the results are contradictory. Figures 3-3 and 3-4 compare PAS
results with filter measurements for military vehicles and aircraft, and they show how the PAS
response varies for different sources. The PAS results correlate reasonably well with filter
measurements for military vehicles (R? = 0.762) and better for military aircraft (R>=0.99), but the
aircraft correlation is heavily weighted by one data point. The response of each PAS instrument
varies for each source type, so a calibration curve for each instrument should be developed for
each source. For vehicle and aircraft emissions, it is also interesting to note that the PAS
correlates well with soot concentration (Baltensperger et al. 2001, Matter et al. 1999, Arnott

et a. in progress).

10000
Gasoline, diesel, and JP-8 fueled vehicles

y = 6.2x -18 (R2 = 0.762)

8000
- /
6000 *
/ ’
4000
* /
*
2000
/
* *
O v T ’ T T T T

0 200 400 600 800 1000 1200 1400 1600
Denuder filter Siegmann sum of PAHs (ng/m3)

PAS (femtoamp)

Figure 3-3. Correlation of PAS readings with denuder filter measurements of particle-bound PAHs for
several vehicles.
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Figure 3-4. Correlation of PAS readings with denuder filter measurements of particle-bound PAHSs for
aircraft.

When can you use the photoelectric aerosol sensor ?
PAS results corre-

|ate somewhat with

The PAS can qualitatively measure PAH emissions from avariety of ¢
filter measurements

emission sources and ambient air. For source sampling, there are afew
practical considerations:

e Maintain PAS readings below 50 picoamps. Exposing the PAS to high levels of water
vapor or source emissions, such as diesel exhaust, will cause erratic results.

M easurements of anything other that ambient air requires dilution with dry, particle free
ar.

o Keep the PASinlet temperature constant because PAS results vary with inlet temperature.
Studies at the University of Utah found atemperature of approximately 250-300°F to be
reduce erratic negative signals. The PAS manufacturers sell adilution/heated inlet system.
Alternatively, you can wrap the inlet line with heating tape.
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e Theinstrument itself should operate at temperatures between 0°F and 105°F.
e Depending on the source, the PAS can detect a minimum PAH concentration of 10 ng/m?.
e The PAS must remain dry and protected from the elements.

Cost comparison

Chemical analysis of PAHs from filter samplesis expensive. For example, analyzing nine stages
of acascade impactor for PAHs costs approximately $4,700 and analyzing a denuder/filter
system costs approximately $1,500 (if the three components are analyzed separately). These costs
do not include the labor costs associated with collecting the samples or the costs of the sampling
devices. Onetype of cascade impactor, a micro-orifice uniform deposit impactor (MOUDI),
costs approximately $12,000 for the entire compl ete setup and a denuder/filter system costs
approximately $2,000 — 4,000 (depending on configuration). Furthermore, chemical analyses for
PAHs are time consuming; it typically takes several months to receive the analytical results.
Alternatively, the PAS collects datain real time, and the data can be downloaded and analyzed in
the matter of days. The PAS 2000 costs approximately $15,000 (2003 price).

Comparison of the PAS with other methods

There are two basic methods for measuring particle-bound PAHs. Thefirst involves collecting
samples on afilter followed by chemical analysis, and the other isthe PAS. Filter samples are
commonly collected on cascade impactors, such as MOUDIs, or on adenuder/filter system. The
MOUDI contains eight to ten stages plus an after filter, and each stage contains afilter. A
denuder/filter system contains three parts, aresin-coated denuder that absorbs vapor-phase PAHS,
afilter that collects particles, and a cartridge to collect excess particles and vapor from the filter
and denuder. The next step in chemical analysisis extracting the filters or denuder/filter
components with a solvent, such as hexane. The extract may be concentrated to improve the
detection of low-concentration PAHs, and impurities may be removed. Next,
the extract is analyzed by an advanced analytical method, such as gas

chromatography/mass spectrometry. The entire process of PAH analysisis
challenging because of the low concentrations of PAHs, the potential PAH analysis
interference from the complex mixtures of chemicalsin which PAHs are is challenging
found, and the reaction of compounds during sampling and storage.

Traditional filter measurements and denuder/filter systems provide some

information that cannot be obtained with the PAS. For example, the traditional analyses measure
concentrations of individual PAHSs, instead of the total particle-bound PAH content as measured
by the PAS. In addition, the denuder/filter system provides information on vapor- and particle-
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phase concentrations of individual PAHs. Finally, substrates collected on aMOUDI or other
cascade impactor can give information on the size of particles on which PAHs are found.

A filter or denuder/filter system requires a minimum amount of material

for analysis, but excessive amounts of sample may cause artifacts. If a Chemical andlysis
filter is properly prepared, atrained graduate student or technician can provides more
collect afilter or impactor sample. However, it isdifficult to determine if information

there is sufficient sample for PAH analysis before the sampling is

complete. After sampling is complete, a small section of the filter can be
analyzed for organic carbon content, which provides an indication of the
PAH loading. A further complication for cascade impactors, such asaMOUDI, isthat mass
loading will vary by impactor stage. Operation of the denuder/filter system is delicate and
requires an experienced scientist. For example, an individual must ensure that the flow is
sufficiently high to prevent very small particles from depositing on the denuder portion.
However, if one overloads the denuder, the flow will drop, causing particle deposition and
erroneous results. For ambient samples, collecting sufficient material may require several days of
sampling, and for source samples it may require from tens of minutes to hours.

The PASisrelatively easy to operate, and it provides results rapidly. However, it isnot as
accurate as the chemical analysis methods, and it provides less detailed information. A
technician or student could operate the PAS. The PAS can measure alarge range of PAH
concentrations, and it is sensitive enough to detect ambient levels of PAHs down to 10 ng/m3.
With dilution the PAS can measure emissions from combustion sources, such as diesel engines.
However, care must be taken not to expose the PAS directly to undiluted exhaust from a source
like adiesel engine, which will cause erratic signals. Because the PAS records PAH
concentrations rapidly (at intervalsless than 10 seconds), it is particularly useful for studying
transient conditions, such as process start up or engine acceleration. On the other hand, filter
analyses require sufficient time for material to deposit on the substrates, and these analyses are
not sensitive enough to provide information on transient conditions. The PAS does have afew
disadvantages: is not as accurate as the chemical analysis methods, and

each instrument should be calibrated for each source type, whichis
The PAS provides expensive and time consuming. Furthermore, the PAS provides the total
rapid results concentration of particle-bound PAHS; it cannot provide the
concentrations of individual PAHs or information about vapor-phase
PAHSs.
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PAH detection and analysisis challenging, and there are significant tradeoffs between chemical
analysis methods and the PAS. Chemical analysis provides accurate concentrations of individual
PAHs. They can provide the size of particles on which PAHs are associated and which PAHs are
found in vapor and particle phases. However, chemical analysis methods are expensive, time
consuming, and subject to artifacts. The PAS rapidly provides arelative measure of total PAH
concentrations and can provide information on transient conditions.

However, more accurate results could be obtained by calibrating
each PAS for each source. Chemica analysisis
more accurate and

Vision for use provides more data but
ismore expensive and

The PASisagood choice when arelative measure of particle-bound time consuming

PAHs s desired or when transient conditions are studied. For

example, it would be useful for the preliminary evaluation of a

control device, for screening sources for further analysis, or for

studying transient conditions. The PASisarelatively new instrument, and with additional study
and independent calibration it may produce more valuable results. Chemical analysis methods
are agood choice if you want quantitative PAH concentrations, accurate concentrations of
individual PAHSs, or information about the phase distribution of PAHS.

Resources

Website for the photoelectric aerosol sensor:
http://www.ecochem.biz/PAH/PA S2000.htm

For general information or information about this User’s Guide, Kerry Kelly:
kelly@eng.utah.edu
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Aerosol Time-of-Flight Mass Spectrometer

for measuring individual particle size and composition

The aerosol time-of-flight mass spectrometer (ATOFMS) determines size and composition of
single particlesin near real-time. It is available commercially from TSI Inc. (Model 3800). The
ATOFMS s apowerful tool because it provides associations between

compounds within single particles, and this information can be used to

identify a particle’s source. The ATOFMS also provides PM composition The ATOFMS
for transient conditions, when bulk techniques, such asfilters, cannot. determines a

Why is under standing the size and composition of individual
particles useful ?

particle’s size and
composition

Studies over the last ten years have linked particulate matter (PM) concentration to adverse
health effects, and more recent evidence indicates that size, surface area, and composition of PM
are important factors in determining the heath effects associated with PM. For example, certain
metals found in PM, such asiron, nickel and vanadium have been linked to adverse effects on

A particle'ssize

and composition
can provide clues
about its source
and health effects

the lung. The composition of individual particles can also provide
insight into particle formation and chemistry, and it can help identify the
source of a particle by its chemical composition, i.e., fingerprint. For
example, it can provide fingerprints for specific sources, such as explo-
sives, diesel engines, and biological aerosols.

How doesit work?

Figure 4-1 shows a schematic of the ATOFMS. The ATOFMS consists
of three regions:

e Particle sampling region
e Particle sizing region
e Mass spectrometry region

In the commercially available ATOFMS, particles are introduced into the particle-sampling
region under atmospheric pressure through a converging nozzle where they are accelerated
according to their aerodynamic size. Smaller particles reach ahigher terminal velocity than
larger particles. The accelerated particle next enters the particle sizing region, where particle
velocity is measured by recording the transit time for the particle to pass between two
continuous-wave laser beams
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positioned afix distance apart. Particle size is then determined by comparing the velocity of the
particle to a calibration curve, which is obtained using particles of known size. Finally, the
particle reaches the mass spectrometry region. Using the known speed of the particle, aNd:YAG
laser at 266 nm isfired at the exact time the particle reaches the center of the ion sourcein the
mass spectrometer. This laser pulse desorbs and ionizes the compounds making up the particle.
Theionsformed in this process are analyzed by abipolar time-of-flight mass spectrometer. The
resulting mass spectra are then used to determine the chemical composition of the particle.

~&— Particles

Diode Lasers| -
Reflectron (532 nm) :
—A—
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Figure4-1. Schematic of the ATOFMS.

Nd:YAG
Laser (266 nm)

The operation of the ATOFMS is based on two established methods:

e Aerodynamic particle sizing
e Time-of-Flight Mass Spectrometry (TOFMYS)
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What is aerodynamic sizing?

Aerodynamic particle sizing is based on the inertia of particles. When agas expands, it is
accelerated. Particles suspended in the gas are also accelerated, but the extent of the

accel eration depends on their aerodynamic diameter. The aerodynamic diameter is defined as
the diameter of aunit density (density = 1 g/cm?®) sphere that has the same settling velocity as
the particle (TSI, 2002). Not only the physical diameter but also the shape and density of the
particle are taken into account. The smaller a particle, the higher the acceleration and
therefore the terminal velocity it reaches. Thisvelocity can be determined by measuring the
time it takes the particle to travel aknown distance. Usually this transit time is measured
using a split laser beam or with beams from two lasers (which is used in the 3800 ATOFMYS).
The scattered light is collected with a detector and the signals are used to start and stop a
clock registering the transit time. Transforming the transit time into size is done by calibrating
the instrument with a number of particles of known size to create a calibration curve. This
calibration curve is then used to determine the size of the unknown sample (TSI, 2002).

What is time-of-flight mass spectrometry?

There are many types of mass spectrometry (MS). A common component of all MS systems
isthat ions are separated based on their mass-to-charge ratio (m/z). Thefirst mass
spectrometry instruments used a magnetic field to separate ions. Later instruments used
magnetic and electric fields. Other common methods include those that use quadrupole mass
filter, quadrupole ion traps, ion traps in static magnetic fields (Fourier transform mass
spectrometry), and time-of-flight (TOF-MS) measurements. Each method has its advantages
and disadvantages depending on the application. FTMS, for example, can provide extremely
high mass resolution. Quadrupole and quadrupole ion trap instruments can be very small.
TOF instruments offer the advantage of not being a scanning method, that is, you get a
complete spectrum for each ionization event. Asthe name suggests, TOFM S acceleratesions
to a specific kinetic energy and measures theions’ time-of-flight between a distinct starting
point (often the ionization event) and the arrival at the detector. Theions arrival times are
correlated with their mass-to-charge ratios, with smaller m/z ions arriving before larger m/z
ions. Upon calibration of the mass spectrometer, the measured ion transit times can be
converted to the corresponding mass-to-charge ratios, which are related to the chemical
components in the original particles. The most common start event is the pulse of the
desorption/ionization (D/1) laser. This event starts the datalogging; the ion current from the
detector is recorded over time and creates the mass spectrum. lons created in the ion source
are accelerated into the flight tube by a potential that is usually created by two source plates.
As al ions have the same energy, the potential where they were formed, the accel eration (and
therefore the velocity they reach at the end of the ion source) depends only on their mass-to-
chargeratio:

4-3



ATOFMS

2
v =
2z where: eV isthe potential energy of theion,
vz is the mass-to-charge ratio,
.o 5 26V and visvelocity.
m

This equation shows that ions with a small nVz are accelerated to a higher terminal velocity than
ionswith alarge m/z. After theinitia acceleration step, theions enter the flight tube, a'so known
asthefield free region or drift region. This part of the mass spectrometer is held at a constant
potential (hence the name field free region) and the ions drift at the velocity they achieved from
their acceleration in theion source (drift region). During this time, ions separate based on their
velocity and therefore their m/z. At the end of the flight tube, they hit a detector and create an ion
current that is measured and recorded to create the mass spectrum.

Flight Tuhe
(Field Free Region)

VY | \\
%? C;?-Z>®®-Z:>® &9

b
Ion Source Ion Detector
Time- of-Flight Mass Sp ectrum
a h o

b

Mass-to-Charge
#jz (Da)

Figure 4-2. Time-of-flight mass spectrometry principles.
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During the desorption/ionization event, ions can obtain additional kinetic energy from the
explosion during desorption. Some ionstravel in the direction they are accelerated in, while
other ions travel in the opposite direction. Thisleadsto a spread in energy for ions with the same
m/z. Asaresult of this, ions with the same my/z end up with different velocities, which resultsin
peak broadening due to different arrival times at the detector (low mass resolution). One way to
correct this resolution issue isto use areflectron or ion-mirror. The reflectron consists of a
number of parallel, concentric electrodes to which a potential ramp is applied. The most
common type of reflectron isthe linear reflectron, which shows alinear potential increase. As
the ions enter the reflectron, they slow down, stop, turn around, and are accel erated out of the
reflectron again. lonswith higher energies penetrate the reflectron more deeply than ionswith a
smaller energies. Faster ions (high energy ions) therefore travel deeper into the reflectron than
slower ions of the same m/z and spend more time in the reflectron. With the voltages set
correctly, al ions of the same n/z are focused at the same arrival time on the detector surface (see

Figure 4-3).
- [T
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Figure 4-3. The reflectron focuses ions with different vel ocities/energies in time onto the detector.

When can you use the ATOFM S?
The ATOFMS has afew practical considerations:

e Thecommercialy available version of the ATOFM S detects PM in the size ranging from
300 nmto 3 um. Itispossible to modify the ATOFMS with an aerodynamic lensto
detect smaller sized particles, as small as 50 nm.

e The ATOFMSismobile and frequently operatesin the field. However after moving, the
instrument’s lasers may need alignment. In addition, it weighs approximately 800 |bs.

e For power, the ATOFMS requires 20 A of 220-240 VAC and 20 A of 110-120 VAC.

e Theinstrument itself should operate at temperatures between 50°F and 95°F.

The ATOFM S must remain dry and protected from the elements.
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Cost comparison

The ATOFMS isrelatively expensive compared to an individual bulk sample. It currently costs
$360,000. However, it can provide information that is not available

through any other methods. Costs for the analysis of bulk samples (i.e.,

filters) range from afew dollars to afew thousand dollars per filter. If _
you are collecting and analyzing many bulk samples, the analysis costs The ATOFMS s
can quickly run into the range of the ATOFMS's price. For the more expensive than
ATOFMS, atrained scientist must collect the samples and interpret the bulk samples, but it
results. By comparison, bulk samples can be collected by atechnician can provide more
and sent away for analysis. data

Comparison of the ATOFM Swith other methods

There are two basic methods for measuring particle size and concentration. Thefirst involves
single-particle mass spectrometry and the other involves collecting bulk samples on a set of
cascade impactors or filters followed by chemical analysis.

Sngle-particle mass spectrometry

A number of mass spectrometer designs have been developed for aerosol analysis in the past
decade. The other alternative single-particle methods (i.e. PALMS, RSMS) either provide
limited size information or must step through discrete particle sizes. The ATOFMS isthe only
commercialy available single particle M S and the system offers the highest size resolution and
real-time analysis of particle size and composition across a range of sizes from 50 nm up to 7-

8 um. A complementary aternative to single particle mass spectrometry is aerosol mass
spectrometry (AMS), asystem devel oped by Aerodyne, which collects the average composition
of an ensemble of many particles. Thistechnique can be more quantitative than single-particle
instruments but does not provide any information on the chemical associations within individual
particles (or mixing stete).

Single-particle mass spectrometry is the only method to provide the composition of single
particles, and the ATOFM S was the first commercially available instrument. When comparing
ATOFM S to bulk methods, the advantages and disadvantages are similar to other single-particle
mass spectrometry methods.

The key advantage isthat ATOFM S can be used to determine associ ations between species
within individual particles. These associations can be linked with sources, making source
apportionment much more straightforward than bulk measurements, which scramble the
chemical information from multiple sources collected over some long sampling interval.
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Also, the associations are key to understanding the health effects of these particles, aswell as
their optical properties, which are important in climate change issues. It isimpossible to get
these associations with bulk techniques, which mix the chemical signatures of thousands of
particles together. Furthermore, the ATOFMS can acquire information on much shorter
timescal es than bulk measurements, which must sample for many hours in order to collect
enough material for analysis, precluding the observation of short-term

changesin PM composition.

The key disadvantage of the ATOFMSisits cost and the learning curve Experience s needed
required to interpret the spectra. However, the commercia system is to operate the
now being successfully used by a broader set of users, and more ATOFMSand inter-
information is becoming available on particle types and analysis pret itsresults
methods. The commercial ATOFMS is the only available method that

can continuously measure single particle size and composition. New
ATOFMS systems are currently being designed which will reduce the size, weight, and power
requirements and the overall cost of the system. Thiswill make them more widely available.

Bulk samples

Bulk PM samples are commonly collected on cascade impactors, such as a micro-orifice uniform
deposit impactors (MOUDIs) or Andersen impactors. The impactors contain eight to ten stages
plus an after filter, and each stage contains afilter. Depending on the analysis method, the next
step may be extracting the filters a solvent, such as hexane. The extract can be concentrated to
improve the detection of low-concentration compounds, and impurities may be removed. Next,
the extract or the filter is analyzed by an advanced analytical method, such as gas
chromatography, mass spectrometry, x-ray fluorescence, or instrumental neutron activation
analysis. Some compounds are present in low concentrations, so analysis can be challenging.
Furthermore, evaporation, condensation, and reaction of compounds
during sampling, extraction, and storage can aso cause artifacts.

Chemical analysis of Cascade impactor samples provide PM within a certain size range,
filter samples for such as 0.05 um to 0.1 um, so the PM sizing is not as precise as the
some compounds is ATOFMS. Furthermore, afilter requires a minimum amount of
challenging material for analysis; depending on the source, sample collection
may take hours or even days, so any transient differencesin PM

composition will be lost in the bulk sample. Itisalso difficult to
determine if there is sufficient sample for analysis before the sampling is complete. A further
complication for cascade impactorsis that material loading will vary by impactor stage.
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The key advantage of afilter/impactor samplesisthat they are less expensive than ATOFM S
measurements or other single-particle mass spectrometry methods. Furthermore, atrained
technician can collect samplesinstead of an experienced scientist.

However, these bulk measurements lack the ability to provide rapid
results, information about transient conditions, and associations

between speciesin individual particles. Bulk samples cannot

provide data on
transient conditions

Vision for Use

The most obvious applications for DoD users would be source apportionment (as demonstrated
in SERDP project CP1106) and detection of signature compounds, including biowarfare
detection. Biological particles can easily be discriminated from other atmospheric particleson a
continuous basis. These instruments conceivably could detect individual bacteria and
discriminate between them and particles from other sources. ATOFMS could acquire this
information continuously so the particles of concern could be detected instantaneously for early
warning. This has serious defense ramifications.
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Dilution and Sampling

Design and selection of a dilution/sampling system is one of the most challenging problems
associated with characterizing particulate matter (PM). This section highlights some important
things to consider when selecting a dilution/sampling system, and it is divided into:

Sampletypes

Types of measurements
Effects of dilution systems

[ )

: What type of
e Dilution gas

[ )

[ )

[ )

samples will you be
collecting, ambient

General recommendations for dilution/sampling systems Or SOUFCE?

Common systems
Rules of thumb

Sampletypes

If you are collecting a PM sample, the first question to ask is whether you'll be collecting a
source sample or an ambient sample. For sources, your sample intake will be located directly in
the exhaugt, i.e., in the tailpipe of avehicle. For ambient samples, your intakeis located out of
the direct exhaust of any sources. Typically, ambient samples experience much lower levels of
PM than source sampling. This guide focuses on source sampling. For guidance on ambient
sampling see the list of resources at the end of this section.

For source sampling, the instruments discussed in this guide (and most particle instruments)
require dilution in order operate within their required ranges. Dilution with dry gas also may
approximate the processes that occur naturally after exhaust particles and gases mix with ambient
air. It also reduces the humidity of the sample gas and water condensation in the sample lines.
Figure 5-1illustrates a generic

Dry, clean dilution system. In most systems,
dilution air exhaust from a sourceis pulled
into a chamber, where it mixes
l with dry, clean dilution air; this
Source » Mixing |— Sampling Chamber| mixture then flowsinto a

sampling chamber, where particle

Diesdl, gasoline, .
g instruments are located.

jet engine, etc.

Figure 5-1. Generic dilution and sampling system.



Dilution and Sampling

Types of measurements

Currently, particle massis aregulated pollutant, but interest is growing in particle number and
composition. Your design and selection of a dilution/sampling system will depend on what
you' d like to measure.

Extensive research on the effects of dilution systems on PM shows that
dilution/sampling systemstypically affect particle counts for particlesless
than 50 nm in diameter (Maricq et a. 2001; Abdul-Khalek et a. 1999;
Kittelson et al. 1999, 2000, 2002; Shi and Harrison 1999). There are two
main effects. Rapid cooling can cause nucleation of droplets of sulfuric
acid or hydrocarbons. These are usualy in the sizerange of 1 nm and

Do you want to
measure PM
mass, number, or
composition?

produce an artificially large number count. Alternatively if large numbers

of particles exist in the nucleation size range, they will agglomerate with larger particlesif the
dilution rate is not fast enough and the number count will be
artificially low. If the systems are clean and operated properly,

o they have little effect on particle mass or bulk composition. In
Dilution systems have other words, if you are only concerned about particle mass,

the biggest effect on selection of the dilution system is not as important as if you were
concerned about particle number.

Effects of the dilution systems

Recent studies have shown how dilution conditions can affect particle number concentrations,
particularly for very small particles (Maricq et al. 2001; Shi and Harrison 1999; Kittelson et al.
1999, 2000; Abdul-Kahlek et al. 1999). Specificaly, dilution ratio, temperature, humidity,
residence time, and system configuration can dramatically affect the formation of nanoparticles,
particles less than 50 nm in diameter (definition from Baumgard and Johnson 1996). However,
these factors tend to have little effect on particle mass.

Humidity

As humidity of dilution air increases, the number of nanoparticles increases (Abdul-Khalek
et a. 1999). Dilution air should be dry to limit this effect.

Temperature

Astemperature increases, the number of nanoparticles decreases (Abdul-Khalek et a. 1999;
Kittelson 2000). Ensure that the temperature is recorded.
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Residence time in the dilution/sampling chamber

The effects of residence time depend upon other factors such as dilution temperature, dilution
ratio, and relative humidity. If these factors are held constant, as residence time increases particle
countsincrease (Abdul-Khalek et al. 1999). It ispossible that additional residence time allows
particles that are too small to detect to grow to a detectible size (Brockhorn 1994; Gulder, 2000).
Another important process in particle growth is coagulation — small particles collide and stick to
each other or stick to larger particles. This causes the number of smaller particles to decrease and
the number of larger particlesto increase. Figure 5-2 illustrates the effect of coagulation on a
particle size distribution in abag sample. For both processes, growth of nanoparticlesto a
detectible size and the loss of nanoparticles through coagulation, could affect the particle

number. These factors would not affect particle mass, only particle count. The Hildemann
dilution system and the constant-volume dilution system have a greater residence time than
eductor systems, and the bag sampling system has the longest residence time.

11

5xlO o | o
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A A O experimental data
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Figure5-2. Particle size distributionsin a Tedlar bag at 0.44hr and 1.24 hr, demonstrating the effect of
coagulation (Jiang et al., 2002).
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Dilution system configuration

PM can adhere to sampling lines, sampling chambers, and sampling bags. Maricq et al. (2001)
found that transfer hoses can act as storage reservoirsfor particles. Thisis because particlesin
warm exhaust gas are attracted to cold sample lines, where they can outgas at a later time.
Therefore, sample lines should be as warm as or slightly warmer than the exhaust sample to
prevent particles from sticking to the samplelines. In addition, sample lines should be as short
as possible and replaced or cleaned often. The surface areain a sampling system should also be
limited to reduce PM wall losses.

Dilution gas

Typically dilution is performed using compressed air. The compressed air or other dilution gas
should be dry, particle free, and free of other contaminants, such as oil. Thisisaccomplished by
aseries of traps and filters. A common compressed air clean up system includes: a spin-down
water filter with a sintered nylon 20-40 um filter element, a 0.3 wm borosilicate coalescing filter,
an activated charcoa filter, and two HEPA filters. Prior to testing, it'sagood ideato test the
dilution air to ensure that it is clean and particle free with an optical particle counter, a scanning
mobility particle sizer, or another particle measurement instrument.

General recommendationsfor dilution/sampling systems
Design your dilution/sampling systemto limit particle deposition and re-entrainment by:

Diluting your sample as close to the source as possible.
Making your sample lines as short as possible and avoiding bends and sharp turnsin the
lines.

e Matching the temperature in your sample line to the exhaust temperature and matching
your diluted exhaust temperature closely to the sampling chamber temperature.
Replacing or cleaning your sample inlet line often.

Frequently cleaning your sampling chamber.
Avoiding plastic or rubber components that could collect or outgas material into the
sampling system.
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Control and understand your sampling conditions by:

e Carefully measuring and recording your sample and dilution flows.

e Measuring and recording the temperature of your undiluted sample, and the temperature
and relative humidity of the diluted sample.

e Using clean, dry, particle free air to dilute samples.

If you want to compare your results to previous studies:

e Ensure that you use the same sampling/dilution conditions, or duplicate the sampling/
dilution conditions as close as possible.

Common systems

WEe'll discuss four common types of dilution systems: an eductor system, a Hildemann system
with an aging chamber, a constant-volume dilution sampler, and a bag sampling system. Other
types of dilution/sampling systems exist, but these four systems are the most common. They also
contain important aspects of most dilution systems.

Eductor sampling system

The eductor dilution/sampling system provides rapid mixing of the exhaust sample and dilution
air (Figure5-3). An eductor sampling system consists of an eductor, with acritical orifice
located on the suction inlet, and an expansion/sampling chamber where individual instrument
pull samples at atmospheric pressure. The eductor (also known as an gjector) operates by
introducing pressurized (motive) air into a diverging nozzle system,

where the motive air rapidly expands, creating alocal region of low

pressure that draws the sample into the eductor. The critical orificeisa

precisely machined hole, located on the suction side of the eductor, Erduic ;lor zitte;r;s
through which the sample flow isregulated. The sample flow rate P sa>r/npl e

through the critical orifice increases with increasing motive airflow up to

the point at which the pressure upstream of the critical orificeistwice

that of the pressure downstream. At this point, the velocity of the

sample through the critical orifice is choked and will not increase, regardiess of any further
increase in the motive airflow. In this system the particul ate matter spends a short time between
dilution and sampling, typically on the order of seconds.
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Motiveair
Dry, filtered,
compressed
Criticdl orifice
[ camroling Chaber
sample Sampling Chamber
Eductor
Excess sample

Figure 5-3. Eductor dilution system.

Advantages
1. Small, transportable, and relatively easy to set up.
2. Number counts from this type of system agree well with wind tunnel results
(Maricq et al., 2001).
3. Itissimpler to operate than some other systems.
4. ltisrelatively inexpensiveto construct.

Disadvantages
1. FHows must be measured accurately.
2. Thecritical orifice can get clogged, so the pressure drop must be monitored
continually.

Hildemann Dilution Sampler
The Hildemann
The dilution tunnel/residence chamber was originally developed by system has aresidence
Hildemann et al. (1991) to characterize the organic components of chamber
particles at very low concentrations. The key property of this system

isthat particles spend arelatively long time between dilution and
sampling, typically from tens of seconds to minutes, and thiswas
designed to approximate atmospheric processes (Figure 5-4). In this sampling system, a portion
of the exhaust from the source flows into a heated line and venturi flow meter. It then mixes
with dilution air and flows into aresidence chamber. Typical residence times range from tens of
seconds to several minutes.
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Residence
SOUree — Hegted et = Ventur chamber
i T Blower
Dilution
air (OROX0)
v V_ v
Samplin
ports

Figure 5-4. Hildemann dilution system.

Advantages

1. It providesalarge volumetric flow, which is necessary for some analyses.
2. It permits complete mixing and cooling of the sample to ambient temperature.
3. Theresidence chamber allows particles, exhaust gas, and dilution air to reach equilibrium.

Disadvantages

1
2.
3.

It islarge and not very portable.

It istime consuming to clean.

The long residence time can lead to the loss of nanoparticles, which coagulate to form
larger particles. Thiswould not affect particle mass but could affect particle number
count.

The long residence time can also cause particles that are too small to detect to grow to a
detectible size.

The system is moderately complex and must be monitored to ensure constant flows and
prevent leaks.

It ismoderately expensive to construct.
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Constant-volume sampler

Constant-volume samplers are typically found in vehicle certification laboratories, and this type
of sampler isrequired to certify vehicle emissions according to EPA regulations. These samplers
provide a constant total volume of sample plus diluted air (Figure 5-5). All of the exhaust flows
into the sampler. Because the quantity of exhaust emitted by a source, such as avehicle, changes
with setting (i.e., engine speed or |oad), the dilution rate also changes to provided a constant
volume. If you need certification testing, it is best to go to an established vehicle certification

laboratory.

Filtered, clean
Dilution air
PM samples

Heated line
Dilution Tunnd

Source —— ]

Blower
(G

Constant flow

venturi

Figure 5-5. Constant-volume dilution sampler.

Advantages

Lo

Thetotal exhaust flow rate does not need to be measured.
Thisisthe EPA certification method.

3. It easily generates emission rates for vehiclesin terms of
particul ate matter per mile.

N

Disadvantages

Lo

This system is not very portable.

A constant-volume
sampler isused for
vehicle certification

2. Adifferent sized system isrequired for dramatically different sources (i.e., a passenger

vehicle versus a heavy-duty diesel truck).
It must be operated by experienced personnel.
The heated line can act asareservoir for particles.

> w
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Bag sampling system

A bag sampling system can be used to capture a known volume of sample, and the contents of
the bag can then be analyzed at another time and location. Thistype of systemis particularly
useful when it is not possible to place instruments close to a source or when a source produces
erratic emissions. However, a bag sampling system can cause static losses of PM to the bag's
walls and changes in the particle size distribution due to coagulation. Coagulation leads to the
loss of smaller particles and the growth of larger particles. Analyzing samplesasrapidly as
possible can reduce artifacts associated with bag sampling.

Figure 5-6 illustrates an example bag-sampling system, and these systems can be purchased
commercialy. A stainless steel, airtight container is
fitted with a sampling bag through a clamp-down lid.
A twist valveis affixed to the inlet of the sampling
bag, and an actuated ball valveis placed in line with
the sample inlet. A vacuum pump evacuates the space
between the stainless steel container and the sampling
‘_@—a: - bag. Up.on openi ng the ball val veon the samplg inlet,
sampleis drawn into the bag until the pressurein the
bag is the same as that between the stainless steel
container and the sampling bag. Once the bag isfilled,
Stainless sieel, altiant the sample ball valve and twist valve are closed. After
Tedlar samping bag detaching the sample bag from the stainless steel
container, the twist valve inlet can be connected
directly to an analyzer sasmpleinlet or to adilution
system for further analysis.

sample source

actuated ball valve

Figure 5-6. Bag sampling system.

Advantages A bag-sampler isgood
when instruments
1. Thesystemissmall, robust, transportable, and relatively easy cannot be placed near
to set up. asource
2. ltisrelatively inexpensive to construct or purchase.

3. It provides an uniform sample, which may be necessary for

some instruments.
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Disadvantages

1. Thissystem can cause changes in the particle mass and size distribution. These changes
are not well quantified and can include static particle losses and changes to the particle
sizedistributions. Bags should be analyzed as rapidly as possible.

2. Thedilution ratio may be difficult to determine. If you collect emissions downwind from
a source, the sample will be diluted by ambient air. For combustion sources, the dilution
ratio can be estimated with CO and CO, concentrations, but

for other sources, i.e., sand blasting, the dilution ratio may
be difficult to determine. A bag sampling system
3. It will provide an aggregate sample, so variationsin PM can cause particle loss
concentration or composition that occurred during the and changesin the
sampling interval will be [ost. particle size distribution
Rules of thumb for selecting a dilution/sampling system

To summarize, we' ve provided some general guidelines for selecting a dilution/sampling system:

If you only want to measure particle mass from a source:
e For general use, select an eductor system.
e For vehicle certification, select alaboratory with a constant-volume sampling system.

If you want to measure particle number concentration:

e Select an eductor system.
If you want to measure particle composition:
e Select an eductor system or a Hildemann system, depending on the volume of sample

required.

If you want the least expensive system:
e Select an eductor system.

If you cannot place instruments or a sampling/dilution system near a source:
e Select abag sampling system and analyze the samples as quickly as possible.
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Resources

For general information or information about this User’s Guide, Kerry Kelly:
kelly@eng.utah.edu

EPA's PM2.5 Monitoring Information: http://www.epa.gov/ttn/amtic/amticpm.html

EPA's Supersite Program: http://www.epa.gov/ttn/amtic/supersites.html

EPA's PM Method: http://www.epa.gov/ttn/amtic/pm.html
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Evaluation of 1047 nm photoacoustic instruments and photoelectric aerosol sensors in
source-sampling of black carbon aerosol and particle bound PAH’s from gasoline and
diesel powered vehicles.
by
W. P. Armott, B. Zielinska, C. F. Rogers, and J. Sagebiel; Desert Research Institute, Reno
Nevada
K. Kelly, D. Wagner, A. Sarofim, and J. Lighty; University of Utah, Salt Lake City UT.
G. Palmer, Hill Air Force Base, Ogden UT.
ABSTRACT
A series of measurements have been performed at Hill Air Force Base to evaluate
instruments that provide continuous measurements of black carbon aerosol and particle bound
PAH’s emitted from military vehicles. During the first series, gasoline and diesel powered
vehicles were operated at idle or fast idle, though they were placed under load on a dynamometer
during the second series. Photoacoustic instruments were developed that operated at a
wavelength of 1047 nm where gaseous interference is not a problem, though sensitivity to black
carbon is good. Compact, efficient, solid-state lasers with direct electronic modulation capability
are used in these instruments. Black carbon measurements are compared with samples collected
on quartz fiber filters that were evaluated using the thermal optical reflectance method. A
measure of total particle-bound PAH was provided by photoelectric aerosol sensors (PAS) and is
evaluated against a sum of PAH mass concentrations obtained with a filter-denuder combination.
The photoacoustic instrument (PA) withstood the vigors of the field environment quite well, and
provided sensitive measurement of black carbon mass concentration that agrees acceptably with

thermal optical reflectance measurements of elemental carbon. The PAS had to be operated with
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a dilution system held at approximately 150 C for most of the source-sampling to prevent
spurious behavior, thus perhaps compromising detection of lighter PAH’s. PA and PAS
measurements were found to have a high degree of correlation, perhaps suggesting that the PAS
can respond to the polycyclic nature of the black carbon aerosol, and perhaps that the detected

particle-bound PAH’s are produced in proportion, and are adsorbed to, the black carbon aerosol.

Introduction

Quantification of black carbon aerosol is important for both health and for the Earth’s
radiation balance (Andreae 2001; Lighty, Veranth et al. 2001) so the accurate, rapid assessment
of these aerosols is needed, both in direct analysis of source emissions as well as in cities or
remote locations. Black carbon aerosol is produced by combustion of fossil fuels and biomass
with regional emissions being of sufficient magnitude to cause disruptions of atmospheric
heatings and possibly large scale perturbations of the Earth’s hydrological cycles (Ramanathan
and Crutzen 2003). Historical trends point towards increasing levels of BC production
(Novakov, Ramanathan et al. 2003). It is unhealthy to breath the polycyclic aromatic
hydrocarbons that may exist in the vapor phase, may be absorbed in liquid phase aerosol, or may
be adsorbed to the surface of black carbon acrosol (Mader and Pankow 2002; Naumova,
Eisenreich et al. 2002; Naumova, Offenberg et al. 2003; Pankow 2003; Zielinska, Sagebiel et al.
2003). PAHs as a group are reasonably anticipated to be carcinogenic (NTP 2003), and a few
individual PAHs, such as benz[a]anthracene and benzo[a]pyrene, are probably carcinogenic
(IARC 2003). Diesel exhaust has also been linked with allergic inflammation (Nel, Diaz-
Sanchez et al. 1998). This paper provides an assessment of real time instruments for

measurement of BC and particle-bound PAH’s for use in sampling combustion sources.
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Methods for quantifying black carbon mass concentration can be divided into two
categories; those that do and do not require a filter substrate. Examples of filter-based
techniques include both thermal and optical methods, and both laboratory and real-time
instruments exist for each. Thermal methods start with the collection of aerosol on a filter,
followed by measurement of the carbon atoms evolved when the filter is heated, with elemental
carbon being defined as the carbon mass observed in some temperature range. Filter-based
optical methods measure the optical attenuation across a filter as aerosol are deposited, and
exploit the observation that most particulate light absorption in the atmosphere is due to thusly
defined black carbon aerosol. Accurate mass flow meters are vital for quantifying the volume of
air sampled to obtain the observed aerosol accumulation on a filter. Filter methods have
limitations with respect to dynamic range, lack of a common definition of elemental carbon, and
scattering aerosol interferences in the black carbon measurement (Horvath 1997). Photoacoustic
instruments also are used to measure BC and they overcome deficiencies of the filter-based
sampling methods.

The photoelectric aerosol sensor (PAS) utilizes an ultraviolet lamp to ionize particles
containing PAH’s. The charged particles are collected on a filter and the charge is measured
with an electrometer. The PAS signal was originally correlated to seventeen individual PAHs
from several sources, with a universal conversion factor of 1-3 ng m™ femtoamp™ (Wilson and
Chuang 1991; Wilson and Barbour 1994; EPA 1997). Because PAH’s are such a complex mix
of vapor and particle-phase compounds, the PAS responds differently to each type of source, and
the sensitivity varies in comparison to extractive methods (Agnesod, Maria et al. 1996).
Furthermore, independent evaluations of the PAS are limited, and investigators report widely

varying conversion factors (EPA 1997; Chuang, Callahan et al. 1999; Chetwittayachan,
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Shimazaki et al. 2002). A chronicle is provided in this paper of the efforts employed to
successfully use the PAS in source sampling, as well as a comparison of results from the PAS as
compared to with measurements from a filter and denuder sampler followed by extraction and
laboratory quantification of individual PAH’s. Excellent correlation is found between BC and
PAS measurements raising the issue, does the PAS respond to the polycyclic nature of the black
carbon aerosol? This question takes on particular relevance since the laboratory extractions of
PAH’s showed only a weak correlation with BC (Zielinska, Sagebiel et al. 2003). The tubing
inlet for the had to be heated to approximately 150 C to remove offending species, and, in the

process, may have also greatly affected the gas to particle phase partition.

Photoacoustic Measurements of Aerosol Light Absorption and the Definition of Black

Carbon

Photoacoustic instruments have been used in source sampling of black carbon aerosol.
Sample air is pulled continuously through an acoustical resonator and is illuminated by laser
light that is periodically modulated at the acoustical resonance frequency. Light absorption is
manifested in particle heating and this heat transfers rapidly to the surrounding air, inducing
pressure fluctuations that are picked up with a microphone on the resonator. Microphones have a
very large dynamic range (at least 6 orders of magnitude), so black carbon measurements can be
made over a large dynamic range with these instruments. The advancement that has been very
important for the continued success of these instruments is the ability to measure very low levels
of light absorption. Incidently, aerosol light absorption occurs throughout the entire particle
volume for combustion particles, so black carbon aerosol mass concentration is found to vary in
direct proportion with light absorption. Vehicle manufactures pursued these methods in the

1970’s and 1980’s using bulky Argon Ion lasers and dye lasers (Terhune and Anderson 1977,
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Japar and Killinger 1979; Japar and Szkarlat 1981; Japar and Szkarlat 1981; Japar, Szkarlat et al.
1984; Roessler 1984), and a resurgence of interest has emerged in research laboratories that
coincides with technological developments in compact, efficient laser sources (Petzold and
Niessner 1994; Petzold and Niessner 1995; Arnott, Moosmiiller et al. 1999; Moosmiiller, Arnott
et al. 2001).

The photoacoustic instrument developed for this work operates at a convenient
wavelength of 1047 nm where gaseous interference is not a problem and where a laser source is
available that allows for direct electronic modulation of the power at the resonator frequency.
Figure 1 shows calculated light absorption for a standard atmosphere containing only gases, for it
is gaseous interference that could potentially limit black carbon particle detection. Figure 1a
shows that a number of micro-windows are available where relative minima of gaseous
absorption occur. Figure 1b shows details around a commonly used wavelength of 532 nm. The
chief interfering gas at this wavelength is NO,, giving rise for a need to denude this common
combustion gas for practical applications (Adams, Japar et al. 1986). Figure 1c shows that the
laser wavelength of 1047 nm is ideal because of the relatively broad range over which gaseous
interference is a minimum. NO is not an interferent at 1047 nm, but can be useful in cross-
calibrating instruments (Arnott, Moosmiiller et al. 2000).

The acoustical resonator, shown schematically in Fig. 2, was designed for compactness,
ease of reproducibility in manufacture, and robustness with respect to use of the instrument in
very noisy, dirty sampling environments. . The instrument comprises two identical coupling
sections, and a third resonator section. These parts are manufactured out of aluminum. The
coupling sections allow the laser beam to enter the instrument through windows well separated

from the resonator section. The sample inlets and outlets are followed by cavities that are tuned

Appendix 2 Page 5



to reduce the coupling of noise into the resonator section. The resonator section has a horizontal
tube that is 1/2 of an acoustic wavelength long, and two vertical tubes that are 1/4 of an acoustic
wavelength long. In previous designs (Arnott, Moosmiiller et al. 1999), the vertical tubes were
at an angle of 45 degrees to the horizontal instead of 90 degrees as they are now, and the tubes
were formed from pipe rather than machined with precision. The 90 degrees angles allow for
symmetry when deciding where the holes in the resonator are placed to allow for laser beam and
sample air passage. The piezoelectric transducer is used as a sound source to occasionally scan
the resonator resonance frequency and quality factor for use in calibrating the instrument from an
acoustical perspective. The microphone and piezoelectric transducer sit at pressure antinodes of
the acoustic standing wave, and the holes in the resonator are at pressure nodes. The instrument
is bolted together in three parts for easy disassembly in case it needs to be cleaned. The laser
beam passes through the windows and the holes in the resonator section. The laser beam pumps
the acoustic wave through light absorption, and the transfer of the associated heat to the
surrounding air, in the resonator section.

The truth of the matter is that the photoacoustic instrument measures the aerosol light
absorption coefficient (Arnott, Moosmiiller et al. 1999; Arnott, Moosmiiller et al. 2000), and then
a quantity defined as black carbon (BC) is computed from the absorption coefficient. The
‘elemental’ carbon (EC) part of the exhaust absorbs light at 1047 nm much more strongly than
any other common particulate aerosol in exhaust and in the atmosphere so that it is reasonable to
associate elemental carbon with aerosol light absorption. Why is it reasonable to associate
aerosol light absorption with a black carbon mass concentration (BC)? Because aerosol light
absorption occurs throughout the entire particle volume, giving rise to a direct proportionality

between the absorption measurement and the aerosol mass. It is perhaps inevitable to speculate
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that the aerosol complex refractive index could vary with combustion source [(Dalzell and
Sarofim 1969) (Fuller, Malm et al. 1999), so that the black carbon measured values could be
different for particles actually having the same numbers of carbon atoms in them. And it is
possible to postulate that aerosol coatings or adsorbents, or particle morphology, could also give
rise to different absorption coefficients than one would observe for uncoated particles.
Experiences to date have shown that for an emission source such as a late model diesel
that is rich in EC, the Improve protocol method of quantifying EC (Chow, Watson et al. 1993)
correlates well with the aeorsol light absorption measurement at 1047 nm. Figure 3 shows
comparisons of aerosol light absorption at 1047 nm with EC and organic carbon (OC) from data
acquired on quartz fiber filters and analyzed by the thermal optical reflectance method, Improve
protocol. The vehicles were operated at idle or advanced idle with no load (Rogers, Sagebiel et
al. 2003). Note the good correlation EC with BC (Fig. 3a), and the relatively poor correlation of
OC with BC (Fig. 3b). The offset between EC and BC measurements is negligible, but is
substantial between BC and OC. The lack of offset in the EC case indicates that the
photoacoustic instrument has a negligible response to the various exhaust gases. The EC to total
carbon ratio ranged from 0.1 to 0.4, and yet no systematic influence was seen on the correlation
of BC with EC, addressing at least in a cursory manner the issues of particle coatings and
refractive index variations. The photoacoustic instrument used for this work in 1999 was not
actually the one shown schematically in Fig. 2, but was a previous prototype that was modified
to allow use with the 1047 nm laser (Arnott, Moosmiiller et al. 1999). The data in Fig. 3a) gave
the impetus to accept the 1047 nm laser operation as ideal, and to move forward with the
improved resonator design shown in Fig. 2. The prototype resonator was operated at both its

fundamental acoustic frequency of 500 Hz, and in exploration of the noise reduction potential at
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the next available harmonic at 1500 Hz, even though the resonator coupling efficiency at the
higher frequency is only 1/3 of its value at 500 Hz. A significant reduction in effects of ambient
noise were noted in the 1500 Hz operation, and so the resonator design shown in Fig. 3 was
made with dimensions essentially 1/3 those of the prototype so that it operates in its fundamental
mode of 1500 Hz.

From this point forward, the following relationship was used to obtain black carbon
concentration from the aerosol light absorption measurement at 1047 nm:

BC (ugm™) = 5(m’ g") Bas (Mm™") [measured at 1047 nm] . (1)
Most of the consequential data in Fig. 3 represents diesel emissions. EC from diesels provide a
relatively unambiguous measurement from the various protocols and methods that have been
developed though ambient and wood smoke samples have substantial differences (Watson, Chow
et al. 1994; Chow, Watson et al. 2001). For these reasons it is good to use diesel emissions as a
starting point to establish essentially an EC standard, and to use the BC measurement by the
photoacoustic method as a standard for other types of sources.

BC and EC measurements for gasoline and diesel vehicles used in ground support at Hill
Air Force Base were obtained in 2000 (Kelly, Wagner et al. 2003), and are shown in Fig. 4. The
EC fraction ranged from 2.5% to 35% of the total carbon in these measurements, and the vehicle
engine load ranged from idle to 93%. The photoacoustic instrument used in these measurements
is the one shown schematically in Fig. 2. This time the EC measurements were made on the
aluminum substrates used in a Moudi sequential analyzer. TOR analysis for these substates
simply skips the pyrolysis correction stage and moves directly from OC4 to EC1. Most EC from
diesel sources is contained in the EC2 phase (Watson, Chow et al. 1994) so the pyrolysis

correction is not so important to the data shown in Fig. 4. It should be noted that the EC from
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Moudi analysis correlated well with that obtained in by the quartz filter analysis for the data

shown in Fig. 3; however, the quartz filter sampler had a leak in the 2000 SERDP experiment.

The Photoelectric Aerosol Sensor

The photoelectric aerosol sensor 2000 (PAS2000 EcoChem Messtechnik GmbH)
qualitatively measures the concentration of particle-bound polycyclic aromatic hydrocarbons
(pPAHs). Figure 5 shows a schematic of the PAS, and additional instrument details can be found
in (EPA 1997) and (Burtscher 1992) and in (Burtscher and Siegmann 1994). Briefly, the PAS
uses a KrCl excimer lamp operating at 222 nm as a photoionization source; the photon energy of
the lamp is chosen so that gas-phase molecules are negligibly ionized. Samples flow
continuously into the eximer-lamp ionization region, where particle-bound PAH molecules are
ionized and lose an electron. The positively charged particles collect on a filter where charge is
measured with an electrometer. The charge is integrated over time to give the photoelectric
current (in femto- or picoamps), and this current should be proportional to the PAH loading on
particles.

During the course of this study, temperature and exhaust concentration were identified as
important factors governing the response and reproducibility of PAS readings. Other studies
found little effect from temperature or humidity (EPA, 1997; Dubowsky et al., 1999; Lee et al.,
1999); however, these studies focused on indoor air, ambient samples, or cigarette smoke and
thus lower pPAH concentrations. For sampling exhaust from vehicles or aircraft, a PAS inlet
temperature of at least 120 C produced more stable results than lower inlet temperatures. Even
with dilution, it is possible that vehicles and aircraft contain enough vapor-phase hydrocarbons
and water vapor in their exhaust to condense inside the PAS and produce erratic results, as

illustrated for example in Fig. 6 data from the 1999 SERDP project (Rogers, Sagebiel et al.
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2003). In addition, exposing the PAS directly to undiluted exhaust caused spurious negative
signals. In order to maintain stable PAS readings during this study, the PAS inlet was heated to a
constant temperature 150 C; the exhaust was diluted with dry, particle-free air; and the PAS
response was generally maintained in the femtoamp range.

Figure 7 shows the times series of emissions from a FA18a jet aircraft obtained with the
PAS and PA. The aircraft was in for repairs at the Navy base on North Island, San Diego CA,
and an eductor system was used to dilute the exhaust with a dilution ratio of about 1:15. The
aircraft was brought from idle to 80% of full power. Exhaust emissions become more diluted by
ambient air as the aircraft power setting increases. Note that the PAS curve is everywhere
positive, and at times, matches the form of the BC curve quite well. Of course it is not expected
necessarily that the PAS and BC curves should be in 1:1 correspondence, as the PAH emission
rate may be different than that of the BC. Also note that Fig. 7 shows that the photoacoustic
instrument can provide useful data even in a very loud environment.

Figure 8 shows measurements of emissions from gasoline and diesel vehicles from
SERDP 2000 (Kelly, Wagner et al. 2003). Two PAS instruments were used, with one behind the
DRI dilution system (described in (Rogers, Sagebiel et al. 2003), and one behind the so-called
Matter dilution system (Hueglin, Scherrer et al. 1997). The Matter dilution system samples
directly from the tail pipe. Note that in both cases, Figs. 8a) and 8b), the correlation of PAS
signals with BC measurements is quite high, perhaps suggesting that PAH production is
correlated highly with BC production, and/or that the PAS responds directly to BC. It could also
be that the need to operate the PAS with an inlet at 150 C favors PAH’s being in the vapor phase.

However, extractive measurements of PAH’s do not show a strong correlation of black

carbon with the ratio of particle to gas phase concentrations of pyrene and fluoranthene for the
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vehicles whose emission is reported in Fig. 8 (Zielinska, Sagebiel et al. 2003). The so-called
Seigmann sum of particle-bound PAH’s are shown in Figs. 8c and 8d against BC and the PAS,
respectively. Note in Fig. 8c) that the data tends to clump into two super data points, and the
wide spread of values at the low end, likely due to the uncertainly in the PAH measurement as
well as due to the variations of emissions from different sources. The substantial offset is
perhaps suggestive that the particle bound PAH’s are not exclusively associated with BC. Note
that the slope of the linear curve fit implies around 1.25 ng of particle-bound PAH produced per
1 ug of BC. A ratio of around 1 (and for gasoline vehicles, 3) ng particle-bound PAH per ug BC
can be calculated from the tunnel study data reported in (Miguel, Kirchstetter et al. 1998).

The PAS versus extractive PAH measurements are shown in Fig. 8d. The data clumping
is not as severe as in Fig. 8¢), and the correlation is modest. The slope of the curve, 0.11 ng m™ /
femtoamp is consistent with values found in an ambient study in Italy where traffic and
meteorological inversions contributed to the observed levels of air pollutants. Some fraction of
the pPAH is absorbed into the organic carbon particulate in the exhaust, particularly the lower
molecular weight higher vapor pressure molecules; not all pPAH is adsorbed to the surface of
elemental carbon aerosol (Allen, Sarofim et al. 1997). Much of the organic carbon fraction may
be volatized by the use of the 150 C inlet on the PAS necessary to avoid negative signals such as
those shown in Fig. 6. These negative signals may be due to charge separation occurring during
evaporation of relatively volatile aerosol from the PAS filter, just as happens with water droplets
in the atmosphere (Dong and Hallett 1992). PPAH’s adsorbed or absorbed in a film thicker than
a single molecular level would very likely have their charge separation from the UV lamp
quenched so as not to contribute to the PAS signal anyway (Burtscher and Siegmann 1994).

From the outstanding correlation of PAS and BC measurements as shown in Figs. 8a and 8b, it is
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to be concluded that the PAS responds to pPAH’s that are produced in combustion at the same

rate as BC, or that a good portion of the PAS response can be to the BC itself.
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FIGURES

Figure 1. Calculation of light absorption by gases in a standard atmosphere for most of the
visible and near IR spectrum (a), and near wavelengths where convenient laser sources are
available at 532 nm (b), and 1047 nm (c). Note that gaseous interference is especially low at

1047 nm. The main interfering gas at 532 nm is NO,, a common gas produced in combustion.
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Figure 3. Aerosol light absorption measurements for gasoline and diesel vehicles at Hill Air
Force Base. Comparison with elemental and organic carbon measurements are shown in a) and
b) respectively. The two left most data points on each figure are from gasoline vehicles.

Vehicles were either idling or were elevated idling, and were not under any other load.
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data points. These measurements were made using the photoacoustic instrument shown
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substantial periods when the PAS signal is negative, and the perhaps unexpected decay of the
PAS signal around time 14:40. This is a typical series for the PAS before the instrument was

thoroughly cleaned, and before the PAS inlet was heated to 150 C.
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Figure 8. Scatter plot of black carbon and PAS measurements of emissions from gasoline and
diesel vehicles during SERDP 2000. In a), PAS sampled behind the so-called Matter dilution
system, and in b), a second PAS sampled behind the DRI dilution tunnel. In both cases the BC
measurements were obtained behind the DRI dilution tunnel. Note the high degree of correlation
of PAS and BC data. Extractive PAH’s are shown in c¢) and d) against BC and the PAS. Linear
regressions in ¢) and d) are subject to substantial data clumping around the lowest and highest
values, and to the uncertainty in the PAH measurements. Particle-bound PAH blanks were
around 30 ng m™, and can be viewed as one measure of the uncertainty in the PAH
measurement.
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Phase and Size Distribution of Polycyclic Aromatic Hydrocarbons in
Diesel and Gasoline Vehicle Emissions
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Abstract

Emission measurements were made for aircraft ground support equipment (AGE)
vehicles at Hill Air Force Base (HAFB, Ogden, UT) as part of a Strategic Environmental
Research and Development Program, using chassis dynamometers. The exhaust from the
tested vehicle was passed to a dilution tunnel where it was diluted 30 to 40 times, and
collected using Micro-Orifice Uniform Deposit Impactor (MOUDI), a XAD-coated
annular denuder, and a filter followed by a solid adsorbent. MOUDI substrates were
analyzed for mass and for organic (OC) and elemental (EC) carbon, by the
thermal/optical reflectance (TOR) method and for polycyclic aromatic hydrocarbons
(PAH) by GC/MS. The denuder and filter/solid adsorbent samples were analyzed for
PAH. Overall, there is more mass and higher EC contribution when the vehicle is run
under higher load in comparison with the low load. Older vehicles generally show more
mass and EC emissions than newer vehicles, and there is a shift toward smaller particle
sizes for the low load, which is most pronounced for newer vehicles. PAH are present
predominantly on the sub-micron particles collected on MOUDI stages 0.18-0.32 um,
0.32-0.56 um and 0.1-0.18 um. For the low-load runs, the distribution of PAH seems to
be shifted towards smaller size particles. The gas-particle phase distribution of semi-
volatile PAH depends also on the engine loading. For idle, not only two- three-ring PAH
are retained on the denuder segment, but also less volatile 4-ring PAH are retained at the
80 —90% range, which implies that they are present predominantly in the gas phase. In
contrast, for engines under high loads a much larger portion of 3 and 4-ring PAH are
partitioned to the particle phase.

Introduction

Polycyclic aromatic hydrocarbons (PAH) constitute a broad family of compounds that are
sometimes described as semi-volatile organic compounds (SVOC). This term refers to
the fact that PAH are distributed between gas and particle phases. The factor of ~10” in
the range of their vapor pressures is reflected in the fact that, at equilibrium at ambient
temperature, two-ring naphthalene exists almost entirely in the gas phase, whereas
benzo[a]pyrene (B[a]P), other five-ring PAHs, and higher-ring PAHs are predominantly
adsorbed on particles. The intermediate three- and four-ring PAHs are distributed
between the two phases. However, the gaseous concentrations of these intermediate
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PAHs can be significantly reduced by their adsorption and absorption on various types of
surfaces. Because of this phenomenon, the amount and type of particulate matter play an
important role, together with temperature, in the vapor-particle partitioning of semi-
volatile organic compounds'***. Thus, the phase distribution of the PAH in the
atmosphere is determined by the liquid phase (or sub-cooled liquid phase) vapor pressure
of the individual species, by the amount and chemical nature of the particulate matter
present (adsorption onto the aerosol surface and absorption into the aerosol organic
matter), and by the temperature.

Diesel and gasoline-powered engines emit significant amounts of PAH distributed
between the gas- and particle phases. However, the distribution of these PAH in the
diluted exhaust in relation to the engine work cycle (i.e. running under different loads or
at idle) is not well characterized. Since the amount and chemical nature of particulate
matter (PM) produced by the given engine changes according to the work cycle, is the
PAH phase and particle size distribution also cycle dependant? Are PAH emitted by
spark-ignition vehicles phase and particle size distributed at the same way as those
emitted by diesel? This paper attempts to evaluate these questions.

Experimental

Sample collection. The emission measurements were obtained for a variety of military
vehicles at Hill Air Force Base (HAFB, Ogden, UT) in November 2000, as part of a
Strategic Environmental Research and Development Program, SERDP >°. The selection
of aircraft ground support equipment (AGE) vehicles is shown in Table 1, along with fuel

type.

AGE vehicles, with exception of the Jammer were tested using chassis dynamometers
under pre-determined load. It was not possible to operate the Jammer on a dynamometer;
therefore, it was only tested under idle conditions. The experimental conditions are
presented in Table 2. The exhaust from the tested vehicle was passed to the DRI dilution
tunnel based on the design of . The inlet to the dilution sampler was a 3.2m long line
heated to 150°C. The sample stream was diluted by air that had passed through a HEPA
filter, desiccant and activated carbon beds. The dilution ratios for each run are shown in
the third to last column of Table 2. The diluted sample was allowed to equilibrate in the
residence chamber for approximately 80 seconds before being passed to the aerosol
characterization instruments. The temperature and the relative humidity in the dilution
sampler ranged from 18°C to 33°C and from approximately 5% to 31%, respectively,
depending on engine and ambient conditions. The dilution sampler flow supplied four
sampling trains, two of which (No. 1 and 2) were fitted with Bendix-Unico 240 cyclones
8 which provide a 50% cut-point of 2.5 micrometers aerodynamic diameter at a
volumetric flow rate of 113 liters/minute (LPM). The remaining two sampling trains
(No. 3 and 4) did not contain size-classifying devices. Sampling train No. 1 and 2
supplied the DRI fine particulate/semi volatile organic compound sampler (FP/SVOC)
and an annular denuder (both described below), respectively. A Micro-Orifice Uniform
Deposit Impactor (MOUDI) was connected to sampling train #4.

Sampling Methods. The semi-volatile polycyclic aromatic hydrocarbons (PAH) were
collected using a sorbent-coated annual denuder °. The denuder sampler, purchased from
the University Research Glassware Corporation (URG, Chapel Hill, NC), consisted of
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three stages; the first stage was an 8-channel denuder section (52 mm OD, 600 mm
length) coated with polystyrene-divinylbenzene resin XAD-4, which strips the gas-phase
species from the airstream before collection of the particles on a second stage, consisting
of a 47 mm Teflon-impregnated glass fiber (TIGF, T60X20) filter. The third stage
consisted of polyurethane foam plugs (1" diameter) in combination with the 5 g of
adsorbent resin XAD-4 (PUF/XAD/PUF “sandwich” cartridge) that were placed
downstream of the filter to assess “blow off” or volatilization loss of semi-volatile PAH
from the particles. The denuder XAD coating was performed by Dr. Lara Gundel of the
University of California, Berkeley. In parallel, a medium-volume DRI fine
particulate/semi volatile organic compound (FP/SVOC) sampler, using 90 mm TIGF
(T60X40) filters backed by the PUF/XAD/PUF “sandwich” cartridge (10 g of XAD-4
resin between two 2” PUF plugs) was employed. The flow was set at approximately 90
L/min for the denuder and at 100 L/min for the FP/SVOC sampler.

Prior to sampling, the XAD-4 resin was cleaned by Soxhlet extraction with methanol
followed by dichloromethane (CH,Cl,), each for 48 hours. The cleaned resin was then
dried in a vacuum oven heated at 40 °C and stored in sealed glass containers in a clean
freezer. The PUF plugs were cleaned by Soxhlet extraction with acetone followed by
extraction with 10% diethyl ether in hexane, as described in U.S. EPA Method TO-13.
Prior to sampling, XAD-4 resin and PUF plugs were loaded into the glass sampling
cartridges. The TIGF filters were cleaned by sonication in methanol for 10 minutes
(twice), followed by two more 10-minute sonications in CH,Cl,. The filters are then
dried, placed in clean aluminum foil, and labeled. Each batch of precleaned XAD-4 resin
and ~10% of precleaned PUF plugs and TIGF filters was checked for purity by solvent
extraction and GC/MS analysis of the extracts. The sampling flow rates were checked
before and after sampling. After sampling, the filters were placed in clean aluminum foil
and the PUF/XAD/PUF sandwich cartridges were also wrapped in aluminum foil and
stored at ice temperature until transported to a laboratory freezer.

Micro-Orifice Uniform Deposit Impactor (MOUDI). A MOUDI sampler was used in this
sampling campaign; it was fitted with aluminum media for thermal/optical reflectance
(TOR) carbon analyses. The MOUDI is an inertial cascade impactor with multiple
nozzles. At each stage, jets of particle-laden air are impinged upon an impaction plate and
particles larger than the cut size of each stage are collected on the impaction plates.
Smaller particles with less inertia follow the air streamlines and proceed onto the next
stage. The nozzles of each succeeding stage are smaller than the prior stage, giving a
higher velocity through the nozzles, and a smaller particle size cut. The airflow continues
through a series of eight impactor stages until the smallest particles are removed by the
after-filter. In the configuration we used, the top stage (which would nominally be 5.6
um) was greased with high vacuum grease to remove any larger particles and prevent
particle bouncing. The stages at 3.2, 1.8, 1.00, 0.53, 0.32, 0.18, and 0.096, 0.049 um
were used in the normal manner, with the after-filter collecting particles smaller than
0.049 um. The MOUDI operated at a flow rate of 30 LPM.
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Analysis Methods. The SVOCs collected on each denuder-filter-PUF/XAD/PUF
sampling train were extracted separately with high purity, HPLC grade solvents. The
denuder portion was extracted with cyclohexane immediately following the sample
collection. Approximately 200 ml of cyclohexane was poured into the denuder section,
which had been capped at one end. The other end was capped and the denuder manually
inverted about 10 times. The solvent was drained and the procedure repeated two more
times, using n-hexane for the last extraction. The PUF/XAD plugs were microwave-
extracted with 10% diethyl ether in hexane '° and the filters were microwave-extracted
with dichloromethane. Prior to extraction, the following deuterated internal standards
were added to each PUF, filter, and XAD sorbent: naphthalene-ds, acenaphthylene-ds,
phenanthrene-d, o, anthracene-d;o, chrysene-d,,, fluoranthene-d,;o, pyrene-do,
benz[a]anthracene-d;,, benzo[e]pyrene-d;,, benzo[a]pyrene-d;,, benzo[k]fluoranthene-d;,
and benzo[ghi]perylene-d;,. The extracts were concentrated by rotary evaporation at 20
°C under gentle vacuum to ~1 ml and filtered through 0.20 um Anatop (Whatman
International, Ltd.), rinsing the sample flask twice with 1 ml CH,Cl, each time.
Approximately 50 pl of acetonitrile was added to the sample and CH,Cl, was evaporated
under a gentle stream of nitrogen. The final volume was adjusted to 1 ml with
acetonitrile. The sample was then analyzed by electron impact (EI) GC/MS technique,
using an lon Trap Varian Saturn 2000, operating in the selected ion storage (SIS) mode.
Injections (1 pl) were made in the splitless mode onto a 30 m x 0.25 mm ID CPSil 8
fused-silica capillary column (Varian, Inc.). Identification and quantification of the
SVOC was made by SIS, monitoring the molecular ion of each SVOC and deuterated
SVOC. Calibration curves for the GC/MS/SIS quantification were made for the
molecular ion peaks of the SVOC using the corresponding deuterated species (or the
deuterated species most closely matched in volatility and retention characteristics) as
internal standards. NIST SRM 1647 (certified PAH), with the addition of deuterated
internal standards and authentic standards of compounds not present in the SRM, were
used to make calibration solutions.

All aluminum MOUDI substrates were analyzed for mass and for organic (OC) and
elemental (EC) carbon, by thermal/optical reflectance (TOR) method, as described
previously ''. The TOR analysis used % of an aluminum substrate and no correction for
pyrolysis was applied to these samples. The remaining % of selected MOUDI samples
were spiked with deuterated PAH standards, extracted by sonication with
dichloromethane (repeated 3 times), concentrated to 25 ul and analyzed for PAH, as
described above.

All data discussed below are not corrected for dilution. The phase and size distribution of
PAH discussed in this paper relates to the diluted exhaust and may not be valid for
tailpipe conditions. Therefore, the correction for dilution might be potentially

misleading.

Results and Discussion

MOUDI Mass and Carbon Data. With the exception of the quartz after-filter, all OC/EC
data were obtained from aluminum foil by the TOR method ''. However, due to the
reflective nature of aluminum foil, it was not possible to apply the pyrolysis correction
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for these samples. Thus, the concentrations of EC might be slightly overestimated.
Although MOUDI EC data correlate very well with black carbon data obtained by the
continuous photoacustic method (W. Arnott, unpublished results) for the same runs
(slope = 0.99 and r* = 0.972) there is an significant difference between BC and EC
concentrations for the runs with low mass emissions, as shown later.

Figure 1 shows the distribution of mass, organic carbon x 1.2 (to account for hydrogen
mass) and elemental carbon between individual MOUDI stages for the system blank and
for the diluted exhaust from the AGS vehicles, run under different conditions (see Table
2 for the run description). Although the system blank sample (Figure 1A) shows some
mass, the distribution of mass between different MOUDI stages is different than for the
exhaust samples. For the system blank the majority of mass is found on the 1.0 — 1.8 and
1.8 — 3.2 um stages, indicating that some accumulation mode particles are desorbing from
the dilution tunnel walls. The gasoline vehicle diluted exhaust from a run under high
(53%) load (Figure 1B) shows very different mass distribution, with the majority of mass
collected on 0.32-0.53; 0.18-0.32; 0.05-0.1 and <0.05 um stages. The mass is composed
mostly of organic carbon, with very little elemental carbon present.

For the two diesel vehicles tested on the dynamometer, 1996 Dodge Bobtail and 1986
Jeep Bobtail, there is overall more mass and higher EC contribution when the vehicle is
run under higher load (Figure 1C and 1E) in comparison with the low load (Figure 1D
and 1F). However, the older vehicle shows in general more mass and EC emissions than
the newer vehicle (EC constitutes 35% and 26% of TC for the Jeep tested under high and
low load, respectively, as compared with 11% and 3% for Dodge). Also, there is a shift
toward smaller particle sizes for the low load, which is the most pronounced for the
newer vehicle, 1996 Dodge Bobtail. Figures 1G and 1F show the distribution of mass and
OC/EC for the two vehicles running under idle conditions, a 1992 Jammer and 1996
Dodge Bobtail, respectively. The Jammer exhaust contains more mass than the Dodge
Bobtail, but the emissions from both vehicles is mostly of OC.

The quartz after filters (<0.056 um) contain significant amount of mass for all runs.
However, since the mass was obtained from the gravimetric analysis of quartz filters,
there are two factors that can make these measurements inaccurate: 1) the quartz filter is
prone to a positive sampling artifact, i.e. adsorption of gaseous organic compounds on the
filter during sampling; 2) some particle bouncing could have occurred during sampling.
Since the main constituent of the after filter mass is organic carbon, with very little of
elemental carbon, this supports the first assumption.

Table 3 shows the distribution of the particle mass and OC/EC between individual
MOUDI stages for runs selected for PAH analysis in the diluted vehicle exhaust. Since
two Dodge Bobtail runs under 27% load were replicates, they were combined in order to
obtain sufficient mass for these analyses.

MOUDI PAH Data. Figure 2 A, B and C show the distribution of PAH between the
MOUDI stages collected from the diluted Dodge Bobtail exhaust run under high load (95,
81, 54, 27%) and Figure 2D, E and F - under constant low load (27%). Although it is
generally assumed ' that the aluminum foil has very low affinity for gaseous organic
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compounds and thus is not prone to positive sampling artifacts, it is clear from this figure
that the gas-phase PAH (Figure 2A and D) are present in measurable amounts in all
stages. Naphthalene, methyl- and dimethyl- naphthalenes are present in very high
concentrations in spark-ignition and diesel vehicle exhaust, and are even few orders of
magnitude higher than particle-associated four and five ring PAH. These gas-phase PAH
are distributed randomly between all stages, which indicates their non-specific
adsorption, most likely on the particles collected on the various MOUDI stages (i.e.
positive sampling artifact). The particle-associated semi-volatile PAH (Figure 2B and E)
and non-volatile 4 through 6-ring PAH (Figure 2C and F) are present predominantly on
the sub-micron particles collected on MOUDI stages 0.18-0.32 um, 0.32-0.56 um and
0.1-0.18 um (see Table 4 for the explanation of mnemonics). For the low-load runs
(27%), the distribution of PAH seems to be shifted towards smaller size particles, which
is consistent with mass and OC distribution. In addition, the concentrations of PAH are
much lower in low-load runs.

The system blanks showed very low PAH concentrations, distributed randomly between
all stages, in contrast to the diesel runs, as shown in Figure 3.

Denuder PAH Data. Figure 4 shows the percentage of PAH present on the denuder
portion (covered with XAD resin) of the annual denuder for 1996 Doge Bobtail run under
idle (Figure 4A), low load (27%, Figure 4B) and high load (Figure 4C) conditions, in
relation to total PAH present on denuder+filter+PUF/XAD/PUF cartridge. The PAH are
shown according to their elution order from a non-polar capillary column (CPSil 8, 5%
phenylmethylsilicone), which separates PAH according to their volatility. It can be seen
from this figure that the gas-particle phase distribution for these diesel runs depends on
the engine loading. For idle (Figure 4A), the more volatile two-three-ring PAH, from
naphthalene to dimethylphenanthrenes, are retained on the denuder portion, and the less
volatile 4-ring PAH, such as fluoranthene and pyrene, are retained by the denuder at the
80 —90% range. These results imply that they are present predominantly in the gas phase.
In contrast, for engines under high load (Figure 4C) a much larger portion of 3 and 4-ring
PAH is partitioned to the particle phase. The low-load results (27%, Figure 4B) are
clearly situated between these two extremes. The non-volatile 5 — ring PAH, such as
benzo(b+j+k)fluoranthene, BaP, BeP, or benzo(g,h,i)perylene are present predominantly
on the filter for all runs.

The most volatile and most abundant PAH (naphthalene and methyl-naphthalenes) shows
the significant break through the denuder (approximately 20% and 10%, respectively), as
Figure 4 shows. The flow rate through our denuder was calculated based on Possanzini
model " to be optimal for phenanthrene (99.5% efficiency) at 92 L/min. Thus, PAH
more volatile than phenanthrene might experience a break through the denuder with this
flow rate. However, the lower flow rate could have resulted in a particle loss to the
denuder walls and evaporative losses of more volatile PAH from particles. The
diffusional losses depend on the particle residence time and are important for smaller
particles (dp <0.01 um). As it can be seen from Figure 2C and 4F, the higher molecular
weight (mw) PAH (from BaA to coronene) are present in significant amounts on small
particles (0.05-0.1 um MOUDI cut-off stage), especially for a low load run (27%).
Consequently, some diffusional particle losses might have occurred for low load or idle
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runs and, as it can be seen in Figure 4, the gas-phase concentrations of some higher mw
PAH, such as BeP or benzo(g,h,1)perylene are higher than expected.

Evaporative losses are important for higher volatility compounds that can evaporate from
particles during their residence time in the denuder, as surrounding gases are removed
and the equilibrium is disturbed '*. Thus, the transit time through the sorbent-coated
section should be short enough to limit evaporation of semi-volatile PAH from particles
(£ 0.3 sec recommended). For 92 L/min flow rate and 5.2 cm x 60 cm 8-channel denuder
used in this work, the transit time was approximately 0.3 sec.

The mechanism of gas/particle (G/P) partitioning of SVOC, such as PAH, includes
adsorption onto the aerosol surface and absorption into the aerosol organic matter layer
231316~ Several investigators have suggested that G/P partitioning is primarily absorptive
in nature and can be described by the gas-liquid interaction processes under many
conditions *''®!°_ However, it has been recently argued that adsorption onto aerosol
soot carbon dominates G/P partitioning of PAH and that absorption may account for less
than 10% of total PAH in the particulate phase *°. Since our dynamometer measurements
include several vehicles and test cycles that produced different amount of soot and
organic carbon fractions, it was interesting to compare the G/P partitioning of PAH for
these runs.

Table 5 lists OC*1.2, EC and black carbon (BC, obtained by the photoacustic method)
concentrations in the diluted exhaust of all vehicle’s runs listed in Table 2. Also, the ratio
of particle to gas phase concentrations (Cp/Cg) for fluoranthene and pyrene are listed. Cg
values are obtained from the XAD coated denuder section, whereas Cp represents the
sum of filter and PUF/XAD/PUF concentrations. As mentioned before, EC and BC are
highly correlated for these runs. However, since no correction for pyrolysis was applied
to the TOR method (due to the reflective nature of aluminum foil), the EC values might
be slightly overestimated, especially for the runs with low EC content and high OC
content. Thus, the BC values reflect probably more correctly the emissions soot content
than EC values.

Figure 5 shows the relationship between Cp/Cg and BC and Cp/Cg and OC*1.2 for
fluoranthene and pyrene in all runs. It is obvious that no correlation exists between these
parameters. However, if the runs are sorted according to the BC content in emissions, it
can be seen (Figure 6, lower graphs) that the good correlations exist between Cp/Cg and
BC for runs with higher BC contents (i.e all 1986 Jeep Bobtail and 1992 Jammer runs)
and between Cp/Cg and OC*1.2 for all runs with low BC content (i.e.1996 Dodge
Bobtail and 1993 Ford F350 gasoline runs). The slope of the trend line, which represents
a gas-particle partition coefficient, is higher for the Cp/Cg and OC*1.2 relationship than
for Cp/Cg and BC relationship, thus implying that the gas-particle phase distribution of
these PAH is influenced more by the organic layer than BC content. However, both
mechanisms, i.e. adsorptive to BC (if present in sufficient amount) and absorptive to OC,
are responsible for the G/P partitioning of PAH under these conditions.
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The exhaust from all vehicles tested on the dynamometer was diluted 30 to 40 times and
allowed to equilibrate for approximately 80 sec prior to collection (see Table 2). It has
been shown *' that under warm conditions (as used in this study, see Table 2), the
equilibrium between gas- and particle phase PAH is reached very quickly, on the order of
several seconds.

Comparison of Denuder and FP/SVOC Sampler. Figure 7 A, B, C, D shows the
comparison of samples collected with the denuder and with the DRI FP/SVOC sampler
for 1996 Dodge Bobtail idle and high load runs. The PUF/XAD/PUF extract from the
FP/SVOC sampler is compared with the denuder extract (Fig 7 B and D) and filter extract
from FP/SVOC sampler is compared with denuder filter extract plus the extract from the
PUF/XAD/PUF cartridge following the filter (Fig 7 A and C). The most volatile 2-ring
PAH are shown on the figure inserts. Their concentrations are approximately an order of
magnitude higher than the concentrations of the most abundant 3-ring PAH, and they
show approximately 10 to 20% breakthrough the denuder. For semi-volatile 2- 4 rings
PAH, the sampling system consisting of a TIGF filter followed by a PUF/XAD/PUF
cartridge (FP/SVOC sampler), showed lower concentrations on the filter and higher
concentrations on the PUF/XAD/PUF cartridge in comparison with the denuder sampler,
which indicates blow-off semi-volatile PAH from the filter (negative sampling artifact)
for the FP/SVOC system. The exceptions are combined methyl- and dimethyl-
phenanthrene isomers, for which the concentrations are generally higher for the denuder
samples. The reason for this phenomenon is not clear — it may indicate breakthrough the
PUF/XAD/PUF cartridge of FP/SVOC sampler, or the presence of some interfering
compounds on the XAD-coated denuder section of the annular denuder.

Figure 8 shows the same comparison for the gasoline-powered 1993 Ford F-350 run
under high (53%) load (Figure 8 A and B) and under variable (from 53% to 11%) load
(Figure 8 C and D). This vehicle shows generally low PM emission rates when compared
with diesel vehicles tested (see Figure 1) and the total PM concentrations for high load
run was approximately 4 times lower than for low load run. Figure 8 shows that the
concentrations of the gas-phase 2-ring PAH for these two runs are comparable (or higher)
than the diesel vehicle shown in Figure 7, but the concentrations of 3-ring PAH are
lower. In addition, the concentration of 5-ring PAH and coronene are higher for gasoline
vehicle, especially for high load. This is consistent with the previous reports **. Again,
for semi-volatile 2- 4 rings PAH, the sampling system consisting of a TIGF filter
followed by a PUF/XAD/PUF cartridge (FP/SVOC sampler) showed lower
concentrations on the filter and higher concentrations on the PUF/XAD/PUF cartridge in
comparison with the denuder sampler, which indicates blow-off semi-volatile PAH from
the filter (negative sampling artifact) for the FP/SVOC system. For diluted gasoline and
diluted diesel exhaust, no evidence of positive filter artifact was observed. This indicates
that the Teflon coated glass-fiber filters are less susceptible to gas-phase adsorption of
volatile organic compounds than glass fiber filters.

In summary, for both diesel and gasoline vehicles there is more mass and higher EC
contribution when the vehicle is run under higher load in comparison with the low load.
However, the gasoline vehicle shows predominantly OC emissions, with very little EC
present. The older diesel vehicles generally show more mass and EC emissions than
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newer vehicles, and there is a mass shift toward smaller particle sizes for the low load,
which is most pronounced for newer vehicles. The particle-associated semi-volatile PAH
and non-volatile 4 through 6-ring PAH are present predominantly on the sub-micron
particles collected on MOUDI stages 0.18-0.32 um, 0.32-0.56 um and 0.1-0.18 um. For
the low-load diesel vehicle runs, the distribution of PAH seems to be shifted towards
smaller size particles. The gas-particle phase distribution of semi-volatile PAH depends
also on the engine loading. For idle, the more volatile two- three-ring PAH, from
naphthalene to dimethylphenanthrenes are retained on the denuder portion, but also less
volatile 4-ring PAH, such as fluoranthene and pyrene are retained by the denuder at the
80 —90% range, which implies that they are present predominantly in the gas phase. In
contrast, for engines under high loads a much larger portion of 3 and 4-ring PAH are
partitioned to the particle phase.

Particle bound PAH tends to be associated with OC through the process of absorption
when the EC content is small. Even when the EC fraction is larger and PAH’s are
adsorbed to the EC surface, an appreciable fraction of particle-bound PAH is associated
with OC. These are the conclusions of direct source sampling with diluted, scrubbed air.
Further dilution and trasformation may occur in the atmosphere to adjust this picture of
the gas- and particle-phase distribution.
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Table 1. Aircraft ground support equipment tested in the HAFB experiment

Vehicle Type | Fuel Type Engine Engine Exhaust
Manufacturer Displacement Treatment
1993 Ford F- Gasoline Ford 5.8 liter catalytic
350 converter
1996 Dodge Diesel Cummins 5.9 liter none
Bobtail
1986 Jeep Diesel Nissan 4.4 liter none
Bobtail
1992 Jammer JP-8 HATZ 1.27 liter none
aviation fuel
“Bobtail” vehicles tow aircraft, and “Jammers” lift munitions into aircraft.
Table 2. Vehicle and dilution conditions for HAFB tests.
Run AGE Engine | Engine Load Torque Dilution | RH | Tem
(min) speed (% /kKW) (N m) ratio | (%) | (°C)
(rpm)
60 |[Ford F350 2450 53/72 224 1:34.2 2-31 | 22-24
60 |[Ford F350 2450 53,43,32, 224,179,134,90, 1:37.6 |13-3220-26
21,11/ 45
72,58,43,28,14
60 |Dodge 700 idle idle 1:33.5 |11-13]27-28
Bobtail
60 |Dodge 1500 95, 81,54,27/ | 759,616,411, 1:31.7 |15-21]24-26
Bobtail 96,72,48,24 206
60 |Dodge 1500 27/24 206 1:30.3 [18-22]22-24
Bobtail
60 |Dodge 1500 27/24 206 1:30.4 |23-29] 18-22
Bobtail
45 |Jeep Bobtail 1700 23/24 411 1:31.8 |23-31]19-24
20 |[Jeep Bobtail 1700 23/24 411 1:31.8 [10-22]24-26
20 |Jeep Bobtail 1700 23,9/24,9 411,164 1:31.1 9-16 | 26-28
20 |Jeep Bobtail 1700* 93,*,23/ 87,*, 1640, *, 822 1:42.0 | 8-20 |24-27
48
30 |Jammer 2500 idle idle 1:32.1 |[14-29]16-26
30 |Jammer 2500 idle idle 1:31.3 | 2-14 | 27-33
* acceleration during the middle of the test;
RH: relative humidity
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Table 3. MOUDI mass, organic mass (OC*1.2) and EC data (ug/m3).

Cut- Blank Dodge Bobtail, High Dodge Bobtail, Low Dodge Bobtail, Jeep Bobtail, Low Jeep Bobtail, High
Stage off Low*
No. (um) Mass OC EC Mass OC EC Mass OC EC Mass OC EC Mass OC EC Mass OC EC

1 32 07 46 04 6.7 35 12 614 318 05 70 47 02 210 112 34 328 213 &1
2 1.8 654 266 19 218 88 24 35 45 02 35 34 01 7384 2748 12.0 849 440 272
3 1 1047353 34 7.3 56 1.5 1.8 33 0.1 35 39 02 363 256 11.1 2719 154.8 1099
4 0.56 58 52 05 201 141 31 41 46 02 41 36 02 2919 149.1 454 3452 225.6 141.9
5 032 00 47 10 3153 2415 259 287 95 04 58 63 04 4694 313.7 1444 7984 523.0 303.8
6 0.18 0.7 32 0.1 736.1 5415 753 1275 122.1 6.1 1584 1513 6.4 11945 911.5 278.6 1955.61177.7 655.3
7 0.1 00 24 0.0 3092 227.0 219 1322 915 19 142.0 1563 29 173.6 1550 334 1524 100.7 474
& 0056 00 26 0.0 82.0 648 36 883 903 1.1 101.7 827 1.6 477 444 3.6 309 250 438
AF 53.8 459 24 832 918 7.1 1421 639 15 479 842 22 1584 123.0 73 1292 2173 11.0

*Duplicate run
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Table 4. The list of PAH and their mnemonics

Mnemonic
naphth
mnaph
biphen
dmenaph
mebiph
tmenaph
acnapy
acnape
fluore
phenan
meflu
xanone
acquone
mephen
anrquone
dmephen
anthra
fluora
pyrene
bntiop
mefl/py
bzcphen
baanth
chrysn
bzantone
baa7 12
chry56m
bbjkfl
bepyrn
peryle
bapyrn
incdpy
bghipe
dbanth
corone

Appendix 3

PAH

Naphthalene
Methylnaphthalenes (2 isomers)
Biphenyl

Dimethylnaphthalene (6 isomers)
Methylbiphenyls (3 isomers)
Trimethylnaphthalenes (12 isomers)
Acenaphthylene

Acenaphthene

Fluorene

Phenanthrene

Methylfluorenes (3 isomers)
Xanthone

Acenaphthenequinone
Methylphenanthrene (5 isomers)
Anthraquinone
Dimethylphenanthrene (7 isomers)
Anthracene

Fluoranthene

Pyrene

Benzonaphthothiophene
MePyrene/MeFluoranthene (6 isomers)
Benzo(c)phenanthrene
Benz(a)anthracene

Chrysene

Benzanthrone
Benz(a)anthracene-7,12-dione
5+6-methylchrysene
Benzo(b+j+k)fluoranthe

BeP

Perylene

BaP

Indeno[123-cd]pyrene
Benzo(ghi)perylene
Dibenz(ah+ac)anthracene
Coronene
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Table 5. Mass, EC, BC, OC*1.2 and Cp/Cg data for fluoranthene and pyrene

VEHICLE | Load, % Mass EC BC OCx1.2 | Fluoran- |Pyrene
(ug/m3) | (ug/m3) | (ug/m3) | (ug/m3) thene
Ford F-350 53 218.4 15.7 2.5 69.8 0.27 0.59
Ford F-351 | 53,43,32, 40.2 3.5 0.25 54.7 0.02 0.08
21,11
Dodge Bobtail Idle 168.3 16.5 8.5 144.8 0.05 0.07
Dodge Bobtail | 95,81,54, 1581.6 142.0 79.88 1198.6 1.43 1.95
27
Dodge Bobtail 27 589.6 12.0 21.67 421.5 0.19 0.41
Dodge Bobtail 27 474.0 14.3 18.39 496.3 0.24 0.53
Jeep Bobtail 23 1686.9 519.8 464.06 1027.0 0.31 0.39
Jeep Bobtail 23 2622.1 553.5 609.21 1604.7 0.38 0.59
Jeep Bobtail 23,9 3131.2 539.2 525.59 2008.3 0.38 0.47
Jeep Bobtail 93,23 3801.2 1309.5 na 2489.5 0.57 1.37
Jammer Idle 881.7 199.5 169.19 633.6 0.13 0.18
Jammer Idle 1702.4 96.7 151.79 1154.9 0.11 0.16
Jammer Idle na na 50.24 na 0.08 0.09
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load, denuder XAD portion FP/SVOC PUF/XAD/PUF cartridge

Figure 8. Comparison of samples collected with the denuder with samples collected in
parallel with FP/SVOC sampler. A: Ford F350, high load, denuder filter +denuder
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Dodge Bobtail, Idle
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APPENDIX 4:

NORTH ISLAND PAH RESULTS



North Island PAH Results

This Appendix shows the PAH concentrations in the diluted engine exhausts, obtained by
the denuder sampling method. Table A4-1 shows the list of PAH quantified for this study
and the explanation of their mnemonics. Table A4-2 shows the concentrations of PAH
for run 1 through 6 (see Table 4-2 and Section 4 for the description of individual runs).
Run 4 was a dynamic blank, i.e. the ambient air was sampled from the discharge
chamber, without an engine present. Run # 7 was a field blank of the denuder, collected
after the last run. If the average sampling volume (4.5 m’) is assumed for the field blank,
the PAH concentrations are low in comparison with the dynamic blank and the actual
runs.

Table A4-2 shows the concentration of the PAH in the gas phase (Cg), in the particle
phase (Cp) and the percentage of each PAH present in the gas phase in relation to the
total concentration. Cg is equal to the PAH concentrations obtained from the XAD
coated denuder section (denuder) and Cp is the sum of the concentration on a filter plus
concentration on a PUF/XAD/PUF cartridge (blow-off the filter). For most volatile PAH,
i.e. naphthalene, methylnaphthalenes and dimethylnaphthalenes, the concentration on the
PUF/XAD/PUF cartridge reflect the breakthrough the denuder section rather than the
blow-off the filter, since the flow rate was optimized to assure 99% collection efficiency
of phenanthrene (Zielinska et al., 2003).

Figure A4-1 shows the percentage of more abundant PAH present in the gas phase. For
simplicity, methyl-PAH isomers are summed together (i.e. methylnaphthalenes,
dimethylnaphthalenes, etc). The phase distribution of semi-volatile PAH is in general
consistent with those reported previously by Zielinska et al.(2003), with exception of
run 7, helicopter engine. This engine emitted very high amount of PAH and the denuder
sampler was clearly overloaded. PAH from naphthalene to phenanthrene show
significant breakthrough the XAD coated denuder section. PAH with lower vapor
pressure than phenanthrene are present in higher percentage in the gas phase in
comparison with run 1, 2, 3, and 5. This could be real, since the helicopter engine
showed high PM emission rates with significant amount of organic and elemental carbon
(Zielinska et al., 2003).

Table A4-2 shows the concentrations of PAH in the diluted engine exhaust collected on
seven MOUDI stages (1.8, 1, 0.53, 0.32, 0.18, 0.096 and 0.049 micron) and quartz after
filter (AF) for run 2, 3, 5, and 6. Figure X-2 shows this data graphically. For simplicity,
methyl-PAH isomers are summed together. The particle-associated PAH concentrations
for runs 2, 3, and 5 are very low, thus highly uncertain. However, as it can be seen from
Figure A4-2, the semi-volatile and particle associated PAH are mostly present on lower
MOUDI stages (0.18 micron and smaller). This is clearly the case for run 6, for which the
concentrations of PAH are significantly higher. This is consistent with the previous
observations (Zielinska et al., 2003).
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Table A4-1. PAH quantified for this study and their mnemonics

Name Compound Name Compound

NAPHTH Naphthalene M 1PHT 1-methylphenanthrene
MNAPH2  2-methylnaphthalene M 9ANT 9-methylanthracene
MNAPH1  1-methylnaphthalene ANTHRON Anthrone

BIPHEN  Biphenyl ANRQUONE  Anthraquinone

ENAP12 1+2ethylnaphthalene DM36PH 3,6-dimethylphenanthrene
DMN267  2,6+2,7-dimethylnaphthalene A DMPH A-dimethylphenanthrene
DM1367 1,3+1,6+1,7dimethylnaphth B DMPH B-dimethylphenanthrene
D14523 1,4+1,5+2,3-dimethylnaphth C DMPH C-dimethylphenanthrene
DMNI12 1,2-dimethylnaphthalene DM17PH 1,7-dimethylphenanthrene
M 2BPH  2-Methylbiphenyl D DMPH D-dimethylphenanthrene
M 3BPH  3-Methylbiphenyl E DMPH E-dimethylphenanthrene
M 4BPH  4-Methylbiphenyl FLUORA Fluoranthene

DBZFN Dibenzofuran PYRENE Pyrene

ATMNAP  A-trimethylnaphthalene ANTAL9 9-Anthraaldehyde

EM 12N l-ethyl-2-methylnaphthalene RETENE Retene

BTMNAP  B-trimethylnaphthalene BNTIOP Benzonaphthothiophene
CTMNAP  C-trimethylnaphthalene CIMFLPY 1-MeFI1+C-MeF1/Py
EM 2IN  2-ethyl-1-methylnaphthalene BMPYFL B-MePy/MeFl

ETMNAP  E-trimethylnaphthalene CMPYFL C-MePy/MeFl1

FTMNAP  F-trimethylnaphthalene DMPYFL D-MePy/MeFl

TMI235N  2,3,5+I-trimethylnaphthalene M 4PYR 4-methylpyrene

TM245N  2,4,5-trimethylnaphthalene M 1PYR I-methylpyrene

JTMNAP  J-trimethylnaphthalene BZCPHEN Benzo(c)phenanthrene
TMI145N  1,4,5-trimethylnaphthalene BAANTH Benz(a)anthracene
ACNAPY  Acenaphthylene CHRYSN Chrysene

ACNAPE  Acenaphthene M 7BAA 7-methylbenz(a)anthracene
FLUORE  Fluorene BZANTONE Benzanthrone

PHENAN  Phenanthrene BAA7 12 Benz(a)anthracene-7,12-dione
ANTHRA  Anthracene CHRY56M 5+6-methylchrysene

A MFLU  A-methylfluorene BBJKFL Benzo(b+j+k)fluoranthene
M _IFLU  1-methylfluorene BEPYRN BeP

B MFLU  B-methylfluorene BAPYRN BaP

FLOONE  9-fluorenone PERYLE Perylene

XANONE Xanthone M 7BPY 7-methylbenzo(a)pyrene
PNAPONE Perinaphthenone INCDPY Indeno[123-cd]pyrene

A MPHT  A-methylphenanthrene DBANTH Dibenzo(ah+ac)anthracene
M 2PHT  2-methylphenanthrene BGHIPE Benzo(ghi)perylene

B MPHT  B-methylphenanthrene CORONE Coronene

C MPHT  C-methylphenanthrene

*u after the compound name means uncertainty
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Figure A4-1. Percentage of selected PAHs in the gas phase. Note the MW of compounds increases from left to right.
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Figure A4-1. Percentage of selected PAHs in the gas phase. Note the MW of compounds increases from left to right.
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Figure A4-1. Percentage of selected PAHs in the gas phase. Note the MW of compounds increases from left to right.
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Figure A4-2. MOUDI PAH results.
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Figure A4-2. MOUDI PAH results.
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APPENDIX 5:

EVALUATION OF DIESEL SOOT FILTERS



This article will be published shortly in the Journal of the Air & Waste Management
Association.



APPENDIX 6:

SUMMARY OF EMISSION FACTORS



Emission Factor Summary

MOUDI TEOM MOUDI MOUDI SMPS PAS** Gundel vapor |Gundel Napthalene
Source Tested |Year Type Fuel Engine load PM* (g/kg) PM (g/kg) |EC (g/kg) OC (g/kg) (#/kg) pPAH (mg/kg PAH (mg/kg) |PM (mg/kg) | (mg/kg)
Chevy S-10 1999 AGE gasoline idle 3.15 7.08E+13 17.6 14.9 .
F-350 2000 1993 F350 gasoline 53% 0.104/0.0845 0.00746| 0.0277 7.15E+13 0.0042 122 1.51 24.6
F-350 2000 1993 F350 gasoline |variable 0.017 0.0181 0.00204,  0.0263 0.00624 5.89 0.228 413
F-350 1999 AGE gasoline idle 0.115 0.0347 0.0411 3.43E+14 38.6 1.21 22.7
Dodge Bobtail 2000 1996 Dodge Bot Diesel idle, 700 rpm 0.578/1.3 0.0565 0.414 3.24E+15 0.901 31.4 2.72 2.36
Dodge Bobtail 2000 1996|Dodge Bot Diesel variable 18.9
Dodge Bobtail 2000 1996 Dodge Bot Diesel 27% 4.45
Dodge Bobtail 1999 1996 AGE Diesel idle 1.23 0.162 0.337 3.82E+15 369 18 29
Jeep Bobtail 2000 1986 Jeep Bob Diesel 23% 2.58 0.641 1.31 9.37E+14 5.5 37.7 4.19 8.11
Jeep Bobtail 2000 1986 Jeep Bob Diesel 23%,9% 3.45 0.595 1.84 5.4 23.1 3.62 3.83
Jeep Bobtail 2000 1986|Jeep Bob Diesel variable 3.69 1.27 2.02 7.03 36.4 2.61 7
Bobtail 1999 1990 AGE Diesel idle 4.63 1.92 4.58 4.81E+15 970 588 51
Coleman 1999 1997 AGE Diesel idle 0.783 0.158 0.347 3.77E+15 419 14.2 39
Jammer 1999 Jammer |JP8 idle 352 31.2 193.3 3.85E+17 23600 23700 2600
Jammer 2000 1992 Jammer |JP8 idle 3.43 0.13 1.99 1.49E+15 3.88 53.0 4.84 9.1
TF-34 2001 |variable |Aircraft |JP5 variable 1.50-154 0.07-8.29 |0.46-33.2 0.044-3.05 42.8-223/3.76-15.1 8.36-43.7
T-700 2001|unknown Helicopter JP5 variable 0.32 0.18 0.07 0.77 23.4 40.9 1.68
*PM is PM1.8
pPAH: particle-bound PAH concentration
** PAS: assuming 1 ftA/ng PAH |
Emission factors were estimated using the method described in Kirchstetter et al., 2001
All individual PAHSs are vapor phase | | | |
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Emission Factor Summary

Benz[a]lanthracene benzo[b,j,k]fluoranthene benzo[a]pyrene |chyrsene indeno[1,2,3-cd]pyrene
Source Tested |Year Type Fuel Engine load (ug/kg) (ug/kg) (ug/kg) (ug/kg) (ug/kg)
Chevy S-10 1999 AGE gasoline idle 24.8 0 24.8 0.656 1.66
F-350 2000 1993 F350 gasoline 53% 0.256 0 0 2.64 0
F-350 2000 1993 F350 gasoline |variable 1.04 0 0 0.883 1.85
F-350 1999 AGE gasoline idle 4.69 3.74 1.18 5.42 3.7
Dodge Bobtail 2000 1996 Dodge Bot Diesel idle, 700 rpm 3.02 0 0 8.59 0
Dodge Bobtail 2000 1996|Dodge Bot Diesel variable
Dodge Bobtail 2000 1996 Dodge Bot Diesel 27%
Dodge Bobtail 1999 1996 AGE Diesel idle 10.9 0 5.63 40.1 2.82
Jeep Bobtail 2000 1986 Jeep Bob |Diesel 23% 5.04 0 0 2.67 2.95
Jeep Bobtail 2000 1986 Jeep Bob Diesel 23%,9% 12 0 0 34.7 1.97
Jeep Bobtail 2000 1986|Jeep Bob Diesel variable 15.7 0 0 24.4 4.77
Bobtail 1999 1990 AGE Diesel idle 64.7 54.4 20.8 103 27.7
Coleman 1999 1997 AGE Diesel idle 2.17 1.85 5.38 41.7 5.12
Jammer 1999 Jammer |JP8 idle 2642 3208 189 5239 8490
Jammer 2000 1992 Jammer |JP8 idle 6.92 0 0 1.22 1.49
TF-34 2001 variable |Aircraft |JP5 variable 0-3.22 0 0/0-3.22 0
T-700 2001|unknown Helicopter JP5 variable 0.989 0 0/0.206 412
*PM is PM1.8
pPAH: particle-bound PAH concentration
** PAS: assuming 1 ftA/ng PAH |

Emission factors were estimated using the method described in Kirchstetter el

All individual PAHs are vapor phase \
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